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FROM: R. Infante' FilE: JB29717 ( R.) ') 
RE: Data Validation ~ P:>Oo ~2.. C.R. 

BMSMC, Building 5 Area, PR S 6 ~o '3 '1 S(~ )) 
SM04.00.06 ..J-r3 '3Q;L~ ~(R.. 
Accutestjob Numbers: JB29717; JB29717r;JB30082; JB30082r; JB30252; JB30252r; JB30345; 
JB30345r 

SUMMARY 

Full validation was performed on the data for ten (1 0) soil samples analyzed selected volatile organic 
compound by method SW846-8260B an selected alcohols (methanol and isopropylalcohol) by method 
SW846-8015C DAI. The samples were collected at the Building 5 Area, Humacao, PR site From 
February 23 to March 3, 2013 and submitted to Accutest Laboratories of Dayton, New jersey that 
analyzed and reported the results under delivery groups (SDG): JB29717; JB29717r; JB30082; 
JB30082~JB30252;JB30252~JB30345;JB30345~ 

The sample results were assessed according to USEPA data validation guidance documents in the 
following order of precedence: "USEPA Region 2, SOP HW-24, Validating Volatile Organic Compounds 
by GC/MS, SW-846 Method 82608 (August 2009-Revision 2), the USEPA National Functional Guidelines 
for Low Concentration Organic Data Review (August 2009-Revision 2), the USEPA National Functional 
Guidelines for Organic Data Review for Low Concentration Water (SOP HW-1 3, August 2009-Revision 
3); (noted herein as the "primary guidance documents"). Also, QC criteria from ''Test Methods for 
Evaluating Solid Waste, Physical/Chemica/ Methods SW-846 (Final Update IV, December 1998)," are 
utilized. The guidelines were modified to accommodate the non-CLP methodology. The QC criteria 
and data validation actions listed on the data review worksheets are from the primary guidance 
document, unless otherwise noted. 

In general the data are valid as reported and may be used for decision making purposes. The data 
results are acceptable for use; some of the results were qualified. Result Isopropyl alcohol in samples 
JB2971 7-1 R; JB29717-2R; and JB29717-3R were rejected (R) due samples analyzed after the holding 
time limits. Result for acetone rejected (R), calibration check over method criteria. Results for 
methanol and isopropyl alcohol in the other samples were estimated U) due to samples analyzed after 
holding time limits. Results for acetone estimated U) in sample JB30345-1, calibration check over 
method criteria. Results for acetone estimated U) in sample JB30252-1, MS/MSD outside control 
limits. 

SAMPLES 

The samples included in the review are listed below 

FIELD SAMPLE ID LABORATORY ID DATE ANALYSIS 

AREAEC1 O_BOT JB29717-1 02/23/13 VOCs 

AREAEC11_BOT JB29717-2 02/23/13 VOCs 

AREAEC6_BOT JB29717-3 02/25/13 VOCs 

AREAECl O_BOT JB29717-1 R 02/23/13 ALCOHOLS 
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FIELD SAMPLE ID LABORATORY ID DATE ANALYSIS 

AREAECll_BOT JB29717-2R 02/23/13 ALCOHOLS 

AREAEC6_BOT JB29717-3R 02/25/13 ALCOHOLS 

AREAEC_9BOT JB30082-1 02/27/13 VOCs 

AREAEC_12 BOT JB30082-2 02/27/13 VOCs I 
AREAEC_12 BOT MSD jB30082-2D 02/27/13 VOCs 

' 
AREAEC_12BOT MS JB30082-2S 02/27/13 VOCs 

AREAEC_13BOT JB30082-3 02/28/13 VOCs I 

AREAEC_9BOT JB30082-1 R 02/27/13 ALCOHOLS 

AREAEC_12BOT JB30082-2R 02/27/13 ALCOHOLS 

AREAEC_l 2 BOT MSD JB30082-2RD 02/27/13 ALCOHOLS 

AREAEC_l2BOT MS JB30082-2RS 02/27/13 ALCOHOLS 

AREAEC_l 3 BOT JB30082-3R 02/28/13 ALCOHOLS 

AREAEC_l4BOT . JB30252-1 03/01/13 VOCs 

AREAEC_14BOT JB30252-1 R 03/01/13 ALCOHOLS 

AREAEC_l4BOT JB30345-1 03/02/13 VOCs 

AREAEC_l4BOT JB30345-1 R 03/02/13 ALCOHOLS 

REVIEW ELEMENTS 

Sample data were reviewed for the following parameters, where applicable to the method 

o Agreement of analysis conducted with chain of custody (COC) form 
o Holding time and sample preservation 
o Gas chromatography/mass spectrometry (GC/MS) tunes 
o Initial and continuing calibrations 
o Method blanks/trip blanks/field blank 
o Surrogate spike recovery 
o Matrix spike/matrix spike duplicate (MS/MSD) results 
o Internal standard performance 
o Field duplicate results 
o Laboratory control sample/laboratory control sample duplicate (LCS/LCSD) results 
o Quantitation limits and sample results 

DISCUSSION 

Agreement of Analysis Conducted with COC Request 

Sample reports corresponded to the analytical request designated on the chain-of-custody form. 
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Holding Times and Sample Preservation 

The cooler temperatures were within the QC acceptance criteria of 4°C ± 2oc. 

Sample preservation was acceptable. 

Samples analyzed within method recommended holding time except for the followings: 

SAMPLEID DATE SAMPLED DATE ANALYZED pH ACTION 
JB29717-1R 02/23/13 03/20/13 - 1 
JB29717-2R 02/23/13 

I o312o11; 
-

JB29717-3R 02/25/13 -
JB30082-1R 02/27/13 03/20/13 - 2 
JB30082-2R 02/28/13 03/20/13 -
JB30082-3R 02/28/13 03/20/13 -
JB30082-2RMSD I 02/28/13 03/20/13 -
JB30082-2RMS 02/28/13 03/20/13 -
JB30252-1R 03/01/13 03/20/13 -
JB30345-1R 03/02/13 03/20/13 -

1. The sample analyzed < 28 days after 7 days holding time expiration. Positive results 
estimated (J), nondetects are rejected (R). 

2. The sample analyzed < 14 days after 7 days holding time expiration. Positive results and 
nondetecs are estimated (J). 

GC/MS Tunes 

The frequency and abundance of bromofluorobenzene (BFB) tunes were within the QC acceptance 
criteria. All samples were analyzed within the tuning criteria associated with the method. 

Initial and Continuing Calibrations 

VOCs 
The percent relative standard deviations (%RSDs) and response factors (RFs) of all target analytes 
were within the QC acceptance criteria in the initial calibration. Correlation coefficients (r2

) of target 
analytes were within the QC acceptance criteria. Ongoing accuracy of the instrument was determined 
by the analysis of a continuing calibration standard. Initial and continuing calibration meets method 
performance criteria except for the following: 

• Continuing calibration % difference outside method control limits for acetone for the 
02/08/13 calibration check; - 56.1 %. Results for acetone rejected (R) in sample JB30082-
1. 

• Continuing calibration % difference outside method control limits for acetone for the 
03/12/13 calibration check; - 20.7 %. Results for acetone estimated in sample JB30345-1. 

Alcohols 
The percent relative standard deviations (%RSDs) and response factors (RFs) of all target analytes 
were within the QC acceptance criteria in the initial calibration and continuing calibration in at least 
one of the two signals. 
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Method Blank/Trip Blank/Field Blank 

Target analytes were not detected in laboratory method blanks for VOCs and alcohols. 

No field/trip/equipment blanks analyzed with this data package. 

Surrogate Spike Recovery 

The surrogate recoveries were within the laboratory QC acceptance limits in all samples analyzed. 

MS/MSD 

VOCs 
Matrix spike was performed on samples JB30582-38MS/-38MSD; JB30041-2MS/-2MSD; JB301 09-9MS/-
9MSD; JB30082-2MS/-2MSD; JB30950-2MS/-2MSD; and JB30917-2MS/-2MSD. Recoveries for MS/MSD 
and RPD were within laboratory control limits except for the followings: 

• Acetone recovery outside control limits in JB30041-2MS/-MSD; no action taken due to high 
sample concentration relative to amount spiked. 

• Acetone recovery and RPD outside control limits in JB301 81-14MS/-MSD; no action taken due 
to high sample concentration relative to amount spiked. 

• MIBK MS/MSD RPD outside control limits in JB30181-14MS/-MSD; no action taken due to high 
sample concentration relative to amount spiked. 

• Acetone recovery outside control limits in JB30l 09-9MS/-MSD; no action taken due to high 
sample concentration relative to amount spiked. 

• Acetone recovery and RPD outside control limits in JB30082-2MS/-MSD; no action taken due 
matrix interferences. 

• Acetone recovery outside control limits in JB30950-2MS/-MSD; results for acetone qualified as 
estimated in sample JB30252-1. 

Alcohols 
Matrix spike was performed on samples JB30082-2RMS/-2RMSD. Recoveries for MS/MSD were within 
laboratory control limits; RPD for MS/MSD were within control limits. 

Internal Standard Performance 

~ 
Samples were spiked with the method specified internal standard. Internal standard performance met 
the QC acceptance criteria in all sam pie analyses. 

Field Duplicate Results 

Field duplicate not analyzed as part of this data set. Laboratory duplicates for VOC were samples 
JB30586-36/JB30586-36 DUP. RPD results were within laboratory/recommended control limits except 
for the followings: 

COMPOUND SQL SAMPLE CONC. DUPLICATE CONC. RPD ACTION 
Toluene 0.12 ND 0.31 200 No action taken; low 

concentration of hit 
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No field/laboratory duplicates analyzed for alcohols. 

When field/laboratory samples were not reported with the data package MS/MSD RPD was used to 
assess precision. RPD within laboratory and generally acceptable control limits. 

LCS/LCSD Results 

VOCs 
The laboratory analyzed one LCS (blank spike) associated with each matrix from this data set. The% 
recoveries of all spiked analytes were within the laboratory QC acceptance limits. 

Alcohols 
The laboratory analyzed one LCS (blank spike) associated with each matrix from this data set. The % 
recoveries of all spiked analytes were within the laboratory QC acceptance limits. 

Quantitation Limits and Sample Results 

Dilutions were required with this data set. 

Calculations were spot checked. 

Certification 

The following samples JB29717-1; JB29717-2; JB29717-3; JB29717-1 R; JB29717-2R; JB29717-3R; 
JB30082-1; JB30082-2; JB30082-2D; JB30082-2S; JB30082-3; JB30082-1 R; JB30082-2R; JB30082-2RD; 
JB30082-R2S; JB30082-3R; JB30252-1; JB30252-1 R; JB30345-1; and JB30245-1 R were analyzed 
following standard procedures accepted by regulatory agencies. The quality control requirements met 
the methods criteria except in the occasions described in this document. Some of the results were 
qualified. The results are valid except the alcohol results that were rejected. 
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Accutest LabLink@720494 09:54 25-Mar-2013 

Report of Analysis Page 1 of 1 

Client Sample ID: AREAEC10_BOT 
Lab Sample ID: JB29717-1 Date Sampled: 02/23/13 
Matrix: SO- Soil Date Received: 02/26/13 
Method: SW846 8260B SW846 5035 Percent Solids: 90.2 
Project: BMSMC, Building 5 Area, PR I 

FileiD DF Analyzed By Prep Date Prep Batch Analytical Batch 
iRun #1 X133720.D 1 03/07/13 MS 02/26/13 14:00 n/a VX5796 
!Run #2 

r·~ 
Initial Weight 
4.8g 

un#2 

VOA Special List 

CAS No. Compound Result RL MDL Units Q 

67-64-1 Acetone 48.1 12 2.0 ug/kg 
71-43-2 Benzene 1.8 1.2 0.14 ug/kg 
100-41-4 Etbylbenzene 2.6 1.2 0.30 ug/kg 
108-10-1 4-Methyl-2-pentanone(MIBK) 5.4 5.8 0.87 ug!kg J 
108-88-3 Toluene 0.27 1.2 0.12 ug/kg J 
1330..20-7 Xylene (total) 11.2 1.2 0.16 ug/kg 

CAS No. Surrogate Recoveries Ru.n# 1 Ru.n# 2 Limits 

1868-53-7 Dibromofluoromethane 97% 70-130% 
17060-07-0 1 ,2-Dicbloroetbane-D4 86% 70-122% 
2037-26-5 Toluene-DS 97% 81-127% 
460-00-4 4-Bromofluorobenzene 96% 66-132% 

3 

ND = Not detected MDL - Method Detection Limit J Indicates an estimated value 
RL = Reporting Limit 
E = Indicates value exceeds calibration range 

B = Indicates analyte found in associated method blank 
N = Indicates presumptive evidence of a compound 

• 8 of338 
• ACCUTES-r:: 
JB29717 LA.Ot!RI\Tr,fi<C::I 



Raw '£9ta: W•t.Nijei41JtM 
I ' . 

Accutest LabLink@720494 09:54 25-Mar-2013 

Report of Analysis Page 1 of! 

Client Sample ID: AREAECll_BOT 
Lab Sample ID: JB29717-2 Date Sampled: 02/23113 
Matrix: SO- SoU Date Received: 02126113 
Method: SW846 8260B SW846 5035 Percent Solids: 89.1 
Project: BMSMC, Building 5 Area, PR I 

FileiD DF Analyzed By Prep Date Prep Batch Analytical Batch 
Run#! a D206079.D 1 03/04/13 ET 02126/13 14:00 nla VD8406 
Run4#:2 

Initial Weight Final Volume Methanol Aliquot 
Run#1 4.5g 5.0ml 100 ul 
Run#2 

VOA Special List 

CAS No. Compound Result 

67-64-1 Acetone 161 
71-43-2 Benzene ND 
100-41-4 Ethylbenzene 683 
108-10-1 4-Methyl-2-pentanone(MffiK) 224 
108-88-3 Toluene ND 
1330-20-7 Xylene (total) 1710 

CAS No. Surrogate Recoveries Run# I 

1868-53-7 Dibromofluoromethane 90% 
17060-07-0 1, 2-Dichloroethane-D4 900,-b 
2037-26-5 Toluene-DB 97% 
460-00-4 4-Bromofluorobenzene 92% 

(a) Diluted due to high concentration of target compound. 

ND = Not detected MDL - Method Detection Limit 
RL = Reporting Limit 
E = Indicates value exceeds calibration range 

RL MDL Units Q 

680 120 ug!kg 1 
68 8.1 ug!kg 
68 18 ug/kg 
340 51 ug/kg 1 
68 7.2 ug/kg 
68 9.5 ug/kg 

Run#2 Limits 

70-130% 
70-122% 

1 = Indicates an estimated value 
B = Indicates analyte found in associated method blank 
N = Indicates presumptive evidence of a compound 
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Accutest LabLink@720494 09:54 25-Mar-2013 

Report of Analysis Page 1 ofl 

Client Sample ID: AREAEC6_BOT 
Lab Sample ID: JB29717-3 
Matrix: SO Soil 
Method: SW846 8260B SWS46 5035 
Project: BMSMC, Building 5 Area, PR 

FileiD DF Analyzed 
Runftl Y131655.D 1 03/05/13 
Run#2 

~unll Initial Weight 
5.0 g 

Run#2 

VOA Special List 

CAS No. Compound Result 

67-64-1 Acetone 71.2 
71-43-2 Benzene 1.9 
100-41-4 Ethylbenzene 2.4 
108-10-1 4-Methyl-2-pentanone(MffiK) 15.7 
108-SS-3 Toluene 0.50 
1330..20-7 Xylene (total) 10.4 

CAS No. Surrogate Recoveries Run# 1 

1868-53-7 Dibromo:tluoromethane 100% 
17060-07-0 1,2-Dichloroethane-D4 83% 
2037-26-5 Toluene-DB 109% 
460-00-4 4-Bromo:tluorobenzene 93% 

By 
RS 

RL 

11 
1.1 
1.1 
5.7 
1.1 
Ll 

Run#2 

Date Sampled: 02/25/13 
Date Received: 02/26/13 
Percent Solids: 87.9 I 

Prep Date Prep Batch Analytical Batch 
02/26/13 14:00 nla VY5667 

MDL Units Q 

1.9 uglkg 
0.14 uglkg 
0.30 uglkg 
0.85 uglkg 
0.12 uglkg J 
0.16 ug/kg 

Limits 

ND Not detected MDL - Method Detection Limit J Indicates an estimated value 
RL = Reporting Limit 
E = Indicates value exceeds calibration range 

B Indicates analyte found in associated method blank 
N = Indicates presumptive evidence of a compound 
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Accutest LabLink@72356111:14 08-Apr-2013 

Re.!)ort of Analysis Page 1 of 1 

Client Sample ID: AREAECIO_BOT 
Lab Sample ID: JB29117-1R Date Sampled: 02/23/13 
Matrix: SO- Soil Date Received: 02/26/13 
Method: SW846-8015C (DAI) Percent Solids: 90.2 
Project: BMSMC, Building 5 Area, PR I 

FileiD DF Analyzed By Prep Date Prep Batch Analytical Batch 
Run#! a GH92246.D 1 03/20/13 XPL n/a nla GGH4267 
Run:J/:2 

[Run #I 

Initial Weight 
5.0 g 

Run:J/:2 

CAS No. Compound Result RL MDL Units Q 

67-63-0 Isopropyl Alcohol ND (l. 110 52 ug!kg 
67-56-1 Methanol 141oo a 220 53 ug/kg 

CAS No. Surrogate Recoveries Run# 1 Run#2 Limits 

111-27-3 Hexanol 91% 58-133% 
111-27-3 Hexanol 92% 58-133% 

(a) Sample analyzed outside the holding time per client's request. 

ND !'-!;:;t d.:t"c~ul ~IDL - ~-1~th;:;d D.:!cct!;:;n U."'llit 
RL = Reporting Limit 
r =-- .. !!-:~!~~ "·'~!!!~ ~~t_:'~~;js ~~J!h~tl9n r~nge 

J = Indicates an estimated value 
B = Indicates analyte found in associated method blank 
N "' !mJl<::;Ites presumptive evidence of a compound 
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Accutest LabLink@72356111:14 08-Apr-2013 

Report of Analysis Page 1 of 1 

Client Sample ID: AREAECll_BOT 
Lab Sample ID: jB29717-2R Date Sampled: 02/23/13 
Matrix: SO- Soil Date Received: 02/26/13 
Method: SW846-8015C (DAI) Percent Solids: 89.1 
Project: BMSMC, Building 5 Area, PR I 

FileiD DF Analyzed By Prep Date Prep Batch Analytical Batch 
Run/#1 a GH92247.D 1 03/20113 XPL nla n/a GGH4267 
Run#2 

1-#1 Initial Weight 
5.0g 

Run#2 

CAS No. Compound Result RL MDL Units Q 

67-63-0 Isopropyl Alcohol ND " 110 52 ug/kg 
67-56-1 Methanol 19700 :J 220 54 uglkg 

CAS No. Surrogate Recoveries Run# 1 Run#2 Limits 

111-27-3 Hexanol 89% 58-133% 
111-27-3 Hexanol 72% 58-133% 

(a) Sample analyzed outside the holding time per client's request. 
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Accutest LabLink@723561 11:14 08-Apr-2013 

Report of Analysis Page 1 of1 

Client Sample ID: AREAEC6_BOT 
Lab Sample ID: JB29717-3R Date Sampled: 02/25/13 
Matrix: so Soil Date Received: 02/26/13 
Method: SW846-8015C (DAI) Percent Solids: 87.9 
Project: BMSMC, Building 5 Area, PR I 

FileiD DF Analyzed By Prep Date Prep Batch Analytical Batch 
Run :Jtl a GH92248.D 1 03/20/13 XPL n/a n/a GGH4267 
Runi2 

--~ ··- .. 

~oo•l Initial Weight 
5.0g 

uni2 

CAS No. Compound Result RL MDL Units Q 

67-63-0 Isopropyl Alcohol ND P. 110 53 ug/kg 
67-56-1 Methanol 18700 J 230 54 ug/kg 

CAS No. Surrogate Recoveries Run# I Run#2 Limits 

111-27-3 Hexanol 93% 58-133% 
111-27-3 Hexanol 72% 58-133% 

(a) Sample analyzed outside the holding time per client's request. 

ND = Not detected MDL - Method Detection Limit 
RL = Reporting Limit 
E = Indicates value exceeds calibration range 

\ 

] = Indicates an estimated value 
B = Indicates analyte found in associated method blank 
N = Indicates presumptive evidence of a compound 
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Accutest LabLink@719044 09:39 18-Mar-2013 

Report of Analysis Page 1 of1 

Client Sample ID: AREAEC_9BOT 
Lab Sample ID: jB30082-1 Date Sampled: 02/27/13 
Matrix: so Soil Date Received: 03/01/13 
Method: SW846 8260B SW846 5035 Percent Solids: 86.6 
Project: BMSMC, Building 5 Area, PR I 

FileiD DF Analyzed By Prep Date Prep Batch Analytical Batch 
Run#1 A192404.D 1 03/08/13 OTR 03/01113 12:00 n/a VA7246 
Run#2 

1-"' 
Initial Weight 
5.1 g 

Run#2 

VOA Special List 

CAS No. Compound Result RL MDL Units Q 

67-64-1 Acetone ND 1.. 11 1.9 uglkg 
71-43-2 Benzene 2.8 1.1 0.13 uglkg 
100-41-4 Ethylbenzene 33.0 1.1 0.30 uglkg 
108-10-1 4-Methyl-2-pentanone(MffiK) ND 5.7 0.85 uglkg 
108-88-3 Toluene 0.34 1.1 0.12 ug!kg J 
1330-20-7 Xylene (total) 115 1.1 0.16 ug!kg 

CAS No. Surrogate Recoveries Run# 1 Run#2 Limits 

1868-53-7 Dibromofluorometbane 102% 70-130% 
17060-07-0 1,2-Dichlornetbane-D4 87% 70-122% 
2037-26-5 Toluene-D8 109% 81-127% 
460-00-4 4-Bromofluorobenzene 109% 66-132% 

ND = Not detected MDL - Method Detection Limit J = Indicates an estimated value 
RL = Reporting Limit 
E = Indicates value exceeds calibration range 

B = Indicates analyte found in assodated method blank 
N = Indicates presumptive evidence of a compound 
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Accutest LabLink@719044 09:39 18-Mar-2013 

Report of Analysis Page 1 of 1 

Client Sample ID: AREAEC_l2BOT 
Lab Sample ID: JB30082-2 Date Sampled: 02/28/13 
Matrix: so Soil Date Received: 03/01113 
Method: SW846 8260B SW846 5035 Percent Solids: 86.5 
Project: BMSMC, Building 5 Area, PR I 

FileiD DF Analyzed By Prep Date Prep Batch Analytical Batch 
Run#l A192477.D 1 03/11/13 OTR 03/01/13 12:00 nla VA7248 
Run#2 

r·~ 
Initial Weight 
4.6g 

Run#2 

VOA Special List 

CAS No. Compound Result RL MDL Units Q 

67-64-1 Acetone 189 13 2.1 ug!kg 
71-43-2 Benzene 1.6 1.3 0.15 uglkg 
100-41-4 Ethylbenzene 1.0 1.3 0.33 uglkg J 
108-10-1 4-Methyl-2-pentanone(MIBK) ND 6.3 0.94 ug/kg 
108-88-3 Toluene ND 1.3 0.13 uglkg 
1330-20-7 Xylene (total) 3.8 1.3 0.17 ug/kg 

CAS No. Surrogate Recoveries Run#ll Run#l2 Limits 

1868-53-7 Dibromofluoromethane 104% 
17060-07-0 1 ,2-Dichloroethane-04 90% 
2037-26-5 Toluene-DB 108% 
460-00-4 4-Bromofluorobenzene 110% 

ND = Not detected MDL - Method Detection Limit j = Indicates an estimated value 
RL = Reporting Limit 
E = Indicates value exceeds calibration range 

B = Indicates analyte found in associated method blank 
N = Indicates presumptive evidence of a compound 
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Accutest LabLink@719044 09:39 18-Mar-2013 

Report of Analysis Page 1 ofl 

Client Sample ID: AREAEC_13BOT 
Lab Sample ID: JB30082-3 Date Sampled: 02/28/13 
Matrix: SO -SoD Date Received: 03/01/13 
Method: SW846 8260B SW846 5035 Percent Solids: 75.8 
Project: BMSMC, BuDding 5 Area, PR I 

FUeiD DF Analyzed By Prep Date Prep Batch Analytical Batch 
Runfn A192478.D 1 03/11/13 OTR 03/01113 12:00 nla VA7248 
!Run 4t2 

rfl Initial Weight 
5.0g 

un 4t2 

VOA Special List 

CAS No. Compound Result RL MDL Units Q 

67-64-1 Acetone 60.6 13 2.2 ug/kg 
11-43-2 Benzene 1.7 1.3 0.16 ug/kg 
100-41-4 Etbylbenzene 13.5 1.3 0.35 ug/kg 
108-10-1 4-Metbyl-2-pentanone(MffiK) ND 6.6 0.99 ug/kg 
108-88-3 Toluene ND 1.3 0.14 ug/kg 
1330-20-7 Xylene (total) 54.3 1.3 0.18 ug/kg 

CAS No. Surrogate Recoveries Run# 1 Run#2 Limits 

1868-53-7 Dibromofluorometbane 104% 70-130% 
17060-07-0 1 ,2-Dicbloroetbane-04 91% 70-122% 
2037-26-5 Toluene-DB 109% 
460-00-4 4-Bromoftuorobenzene 108% 

\ 

ND = Not detected MDL - Method Detection Limit J Indicates an estimated value 
RL = Reporting Limit 
E = Indicates value exceeds calibration range 

B Indicates analyte found in associated method blank 
N Indicates presumptive evidence of a compound 
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Matrix Spike/Matrix Spike Duplicate Summary 
Job Number: JB30082 
Account: AMANYWP Anderson, Mulholland & Associates 
Project: BMSMC, Building 5 Area, PR 

Sample FileiD DF Analyzed By Prep Date 
JB30082-2MS AI92474.D 1 03/11/13 OTR n/a 
JB30082-2MSD AI92475.D 1 03/11/13 OTR nla 
JB30082-2 A192477.D 1 03/11/13 OTR nla 

The QC reported here applies to the following samples: 

JB30082-2,JB30082-3 

JB30082-2 Spike MS MS 
CAS No. Compound uglkg Q uglkg uglkg % 

67-64-1 Acetone 189 60.2 163 -43* a 
71-43-2 Benzene 1.6 60.2 61.4 99 
100-41-4 Etbylbenzene 1.0 1 60.2 61.5 100 
108-10-1 4-Methyl-2-pentanone(MffiK) ND 60.2 71.7 119 
108-88-3 Toluene ND 60.2 61.7 102 
1330-20-7 Xylene (total) 3.8 181 184 100 

CAS No. Surrogate Recoveries MS MSD JB30082-2 

1868-53-7 Dibromofluorometbane 105% 102% 104% 
17060-07-0 1,2-Dichloroethane-04 88% 83% 90% 
2037-26-5 Toluene-D8 108% 109% 108% 
460-00-4 4-Bromofluorobenzene 101% 99% 110% 

(a) Outside control limits due to high level in sample relative to spike amount. 
(b) Outside control limits due to matrix interference. 

\ 

* = Outside of Control Limits. 

Page 1 ofl 

Prep Batch Analytical Batch 
nla VA7248 
nla VA7248 
nla VA7248 

e'l 
w 

Method: SW846 8260B M 

MSD 
uglkg 

102 
60.6 
60.7 
65.8 
61.5 
181 

Limits 

70-130% 
70-122% 
81-127% 
66-132% 

MSD Limits 
% RPD Rec/RPD 

-148* a 46* b 10-198/35 
100 1 
101 1 
112 9 
104 0 
100 2 

44-130/21 
29-137/25 
39-143/22 
40-135/22 
28-139/25 
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Accutest LabLink@72356111:14 08-Apr-2013 

Report of Analysis Page 1 of 1 

Client Sample ID: AREAEC_9BOT 
Lab Sample ID: jB30082-1R Date Sampled: 02/27/13 
Matrix: SO- Soil Date Received: 03/01/13 
Method: SW846-8015C (DAJ) Percent Solids: 86.6 
Project: BMSMC, Building 5 Area, PR 

FileiD DF Analyzed By Prep Date Prep Batch Analytical Batch 
!Run#! a GH92241.D 1 03/20/13 XPL nla nla GGH4267 
!Run#2 

r·~ 
Initial weight 
5.0g 

Run#2 

CAS No. Compound Result RL MDL Units Q 

67-63-0 Isopropyl Alcohol ND J 120 54 ug/kg 
67-56-1 Methanol b 560 J 230 55 uglkg 

CAS No. Surrogate Recoveries Run# 1 Run#2 Limits 

111-27-3 Hexanol 93% 58-133% 
111-27-3 Hexanol 98% 58-133% 

(a) Sample analyzed outside the holding time per client's request. 
(b) More than 40 % RPD for detected concentrations between the two GC columns. 

ND = Not detected MDL - Method Detection Limit 
RL = Reporting Limit 
E Indicates value exceeds calibration range 

J = Indicates an estimated value 
B = Indicates analyte found in associated method blank 
N = Indicates presumptive evidence of a compound 

I 
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Accutest LabLink:@72356111:14 08-Apr-2013 

Report of Analysis Page 1 ofl 

Client Sample ID: 
Lab Sample ID: 
Matrix: 

AREAEC_12BOT 
jB30082-2R 
SO -Soil 

Method: 
Project: 

SW846-8015C (DAI) 
BMSMC, Building 5 Area, PR 

FileiD DF 
iRun4H a GH92242.D 1 

Analyzed By 
03/20/13 XPL 

IRun:/1:2 

~un#l Initial Weight 
5.3 g 

Run#2 

CAS No. Compound Result RL 

67-63-0 Isopropyl Alcohol ND g 110 
67-56-1 Methanol ND :J 220 

Date Sampled: 02/28/13 
Date Received: 03/01/13 
Percent Solids: 86.5 

Prep Date 
n/a 

Prep Batch Analytical Batch 
nla GGH4267 

MDL Units Q 

51 ug/kg 
52 ug/kg 

I 

CAS No. Surrogate Recoveries Run# I Run#2 Limits 

111-27-3 Hexanol 93% 58-133% 
111-27-3 Hexanol 70% 58-133% 

(a) Sample analyzed outside the holding time per client's request. 

ND = Not detected MDL - Method Detection Limit 
RL = Reporting Limit 
E = Indicates value exceeds calibration range 

J = Indicates an estimated value 
B = Indicates analyte found in associated method blank 
N = Indicates presumptive evidence of a compound 

11 8 of81 
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Raw D,ata: MUftjJQtM ' . 

Accutest LabLink@72356111:14 08-Apr-2013 

Report of Analysis Page 1 of1 

Client Sample ID: AREAEC_13BOT 
Lab Sample ID: jB30082-3R Date Sampled: 02/28113 
Matrix: SO- Soil Date Received: 03/01/13 
Method: SW846-8015C (DAI) Percent Solids: 75.8 
Project: BMSMC, Building 5 Area, PR 

FileiD DF Analyzed By Prep Date Prep Batch Analytical Batch 
Run fH a GH92243.D 1 03/20/13 XPL nla n/a GGH4267 
Run#2 

r·~ 
Initial Weight 
5.0g 

un#2 

CAS No. Compound Result RL MDL Units Q 

67-63-0 Isopropyl Alcohol ND rJ 130 61 uglkg 
67-56-1 Methanol b 1020 J 260 63 uglkg 

CAS No. Surrogate Recoveries Run# 1 Run#2 Limits 

111-27-3 Hexanol 93% 58-133% 
111-27-3 Hexanol 95% 58-133% 

(a) Sample analyzed outside the holding time per client's request. 
(b) More than 40 % RPD for detected concentrations between the two GC col~~ 

'~~ ~ 
1 ·taellnfante D 

\1endez ~ 

ND = Not detected MDL - Method Detection Limit 
RL = Reporting Limit 
E = Indicates value exceeds calibration range 

\ J( It 1888)~) 

~~0 UCE'A_~ 

j = Indicates an estimated value 
B = Indicates analyte found in associated method blank 
N = Indicates presumptive evidence of a compound 

I 
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Matrix Spike/Matrix Spike Duplicate Summary 
Job Number: JB30082R 
Account: AMANYWP Anderson, MulhoUand & Associates 
Project: BMSMC, Building 5 Area, PR 

Sample File ID DF 
JB30082-2RMS a GH922«.D 1 
jB30082-2RMSD a GH92245.D 1 
JB30082-2R a GH92242.D 1 

Analyzed By 
03/20/13 XPL 
03/20/13 XPL 
03/20/13 XPL 

The QC reported here applies to the following samples: 

JB30082-1R, JB30082-2R, JB30082-3R 

JB30082-2R Spike 
CAS No. Compound uglk:g Q uglk:g 

67-63-0 Isopropyl Alcohol ND .l 5450 
67-56-1 Methanol ND l 5450 

Prep Date 
n/a 
nla 
n/a 

MS MS 
uglk:g % 

5570 102 
5580 102 

Prep Batch 
nla 
nla 
nla 

Page 1 of1 

Analytical Batch 
GGH4267 
GGH4267 
GGH4267 

Method: SW846-8015C (DAI) 

MSD MSD Limits 
uglk:g % RPD Rec/RPD 

5620 103 1 54-142/24 
5330 98 5 44-146/19 

CAS No. Surrogate Recoveries MS MSD JB30082-2R Limits 

111-27-3 Hexanol 94% 93% 
111-27-3 Hexanol 68% 118% 

(a) Sample analyzed outside the holding time per client's request. 

* = Outside of Control Limits. 

93% 58-133% 
70% 58-133% 
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Raw pata: W•INijiji•M 

Accutest LabLink@719626 09:04 20-Mar-2013 

Report of Analysis Page 1 of 1 

Client Sample ID: 
Lab Sample ID: 
Matrix: 
Method: 
Project: 

File ID 

AREAD-14BOT 
JB30252-1 
SO- Soil 
SW846 8260B SW846 5035 
BMSMC, Building 5 Area, PR 

DF Analyzed 

::rn#l Yl31939.D 1 03/13/13 
unl2 

IRun #1 

Initial Weight 
5.4 g 

Runl2 

VOA Special List 

CAS No. Compound Result 

67-64-1 Acetone 42.9 J 
71-43-2 Benzene 0.80 
100-41-4 Ethyl benzene 12.0 
108-10-1 4-Methyl-2-pentanone(MIBK) 92.8 
108-88-3 Toluene ND 
1330-20-7 Xylene (total) 46.0 

CAS No. Surrogate Recoveries Run# 1 

1868-53-7 Dibromofluoromethane 99% 
17060-07-0 1 ,2-Dichloroethane-D4 95% 
2037-26-5 Toluene-D8 100% 
460-00-4 4-Bromofluorobenzene 95% 

By 
RS 

RL 

12 
1.2 
1.2 
6.2 
1.2 
1.2 

Run#2 

Date Sampled: 03/01/13 
Date Received: 03/02/13 
Percent Solids: 74.6 

Prep Date Prep Batch Analytical Batch 
03/02113 15:00 nla VY5679 

MDL Units Q 

2.1 uglkg 
0.15 uglkg J 
0.33 ug/kg 
0.93 ug/kg 
0.13 ug/kg 
0.17 ug/kg 

Limits 

70-130% 
70-122% 
81-127% 
66-132% 

II 

ND Not detected MDL - Method Detection Limit J Indicates an estimated value 
RL Reporting Limit 
E Indicates value exceeds calibration range 

B Indicates analyte found in associated method blank 
N Indicates presumptive evidence of a compound 
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Raw pata: E'J#Atl'tfJ•M 

AccutestLabLink@72356111:15 08-Apr-2013 

Report of Analysis Page 1 of 1 

Client Sample ID: AREAD-14BOT 
Lab Sample ID: JB30252-1R Date Sampled: 03/01/13 
Matrix: SO- Soil Date Received: 03/02/13 
Method: SW846-8015C (DAI) Percent Solids: 74.6 
Project: BMSMC, Building 5 Area, PR I 

FileiD DF Analyzed By Prep Date Prep Batch Analytical Batch 
Run:JI:l a GH92252.D 1 03/20/13 XPL n/a nla GGH4267 
Run:JI:2 

IRun II 
Initial Weight 
5.2 g 

Run:JI:2 

CAS No. Compound Result RL MDL Units Q 

67-63-0 Isopropyl Alcohol ND 1 130 60 uglkg 
67-56-1 Methanol 1670 J 260 61 uglkg 

CAS No. Surrogate Recoveries Run# 1 Run#2 Limits 

111-27-3 Hexanol 88% 
111-27-3 Hexanol 75% 

(a) Sample analyzed outside the holding time per client's request. 

ND Not detected MDL- Method Detection Limit 
RL Reporting Limit 
E = Indicates value exceeds calibration range 

1 = Indicates an estimated value 
B = Indicates analyte found in associated method blank 
N = Indicates presumptive evidence of a compound 
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Raw Data: WUt.JOj.JOj•M 
' 

Accutest LabLink@720494 09:39 23-Mar-2013 

Report of Analysis Page 1 of 1 

Client Sample ID: AREAD-13 BOT 
Lab Sample ID: ]B30343-1 
Matrix: SO- Soil 
Method: SW846 8260B SW846 5035 
Project: 

Run#l 
Run#2 

BMSMC, Building 5 Area, PR 

FileiD 
A192525.D 

Initial Weight 
5.3g 

DF Analyzed 
1 03/12/13 

VOA Special List 

CAS No. Compound Result 

67-64-1 Acetone 66.1 
71-43-2 Benzene 0.78 
100-41-4 Ethylbenzene 3.3 
108-10-1 4-Methyl-2-pentanone(MIBK) 42.9 
108-88-3 Toluene ND 
1330-20-7 Xylene (total) 11.8 

j 

CAS No. Surrogate Recoveries Run# 1 

1868-53-7 Dibromofluorometbane 103% 
17060-07-0 1, 2-Dichloroethane-04 90% 
2037-26-5 Toluene-OS 109% 
460-00-4 4-Bromofluorobenzene 108% 

Date Sampled: 03/02/13 
Date Received: 03/03/13 
Percent Solids: 80.4 I 

By Prep Date Prep Batch Analytical Batch 
OTR 03/05/13 13:00 n/a VA7250 

I 

RL MDL Units Q 

12 2.0 ug/kg 
1.2 0.14 ug/kg J 
1.2 0.31 uglkg 
5.9 0.88 uglkg 
1.2 0.12 ug/kg 
1.2 0.16 ug/kg 

Run#2 Limits 

70-130% 
70-122% 

ND = Not detected MDL - Method Detection Limit J = Indicates an estimated value 
RL = Reporting Limit 
E = Indicates value exceeds calibration range 

B = Indicates analyte found in associated method blank 
N Indicates presumptive evidence of a compound 
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Rav,; Oflta: Wii)#@P.J'.JOileM 
' . 

Accutest LabLink@723561 11:15 08-Apr-2013 

Report of Analysis Page 1 of1 

Client Sample ID: AREAD-15 BOT 
Lab Sample ID: ]B30345-1R Date Sampled: 03/02/13 
Matrix: SO- Soil Date Received: 03/05/13 
Method: SW846-8015C (DAI) Percent Solids: 80.4 
Project: BMSMC, Building 5 Area, PR I 

FileiD DF Analyzed By Prep Date Prep Batch Analytical Batch 
Run #1 a GH9225LD 1 03/20/13 XPL nla n/a GGH4267 
Rnn#2 

r~~ Initial Weight 
5.3g 

un#2 

CAS No. Compound Result RL MDL Units Q 

67-63-0 Isopropyl Alcohol ND '3 120 55 ug/kg 
67-56-1 Methanol ND 1 230 56 uglkg 

CAS No. Surrogate Recoveries Run# 1 Run#2 Limits 

111-27-3 Hexanol 93% 58-133% 
111-27-3 Hexanol 71% 58-133% 

(a) Sample analyzed outside the holding time per client's request. 

ND = Not detected MDL - Method Detection Limit 
RL Reporting Limit 
E Indicates value exceeds calibration range 

1 = Indicates an estimated value 
B = Indicates analyte found in associated method blank 
N = Indicates presumptive evidence of a compound 

• 7 of77 
8 ACCUTEST, 
JB3G345R_ ~llDO'li,TCiii:!Ct~ 



CHAit~ OF CUSTODY PAGE _I_ OF-~-~ 
• 

LAIIU.lJMAY"OAlil. IDlft(l{;Mllf}. csno :79.fn~ t toa 'o l"""'"""'c. .... ,, .. 
1'l:.L.131-1~~ 732-}2Y-:l-f-9?.'34S11 ~~~· "-~-: "Z?Y717 ~W'.X~G.~fll 

~C~ent/Reportlnglnlonnation ' Project Information Ana ys!s oeel'EST cooe slleetl !!1ilr.lill Malro<Codas 

~PQ~9~Dr. 
~~ 

I 

~~ s p...,._ £. \c.. t"' riW-O~WnuB 

...... GW-G:n:l!.n:fWttler 
'WWwwater - ...... SW-S!.tfaoe:Wnter 

Sillmglrrtiomution • if lllftetentftOm ~ lO _j I SO~ Sol' 

~ ~ ""' """' ~Na."'MI 

l 
Sl.-S'ft(l9f1 

UY f0604 

:~ 
I se:l~t I OI·Oi 

E,(' :J.. .reo.::!.<..<:; 
Ptcljea# •l!'«!tAddnlsS iJQ-~Uc,u~ 

·~ <. \~. (,.;:;> \IV' I AIR-1-Jr - i soc -001er&m .......... ~ql ... ,. !:t.ln1tPoo:tlaseCtdel# I"" ""' I I --~~ Gt"\-~ H 'l!lb". 

I 
FS.Fielcletri 
~tBicW: 

~{S~Hsllti{J) ,_. 
, __ 

~ 

~ 
Re-~Biank 

I lB-TripBiaM:; 

~· ~of~~~ 

h :t) I 

"""" F'lllld ~Point of Col1eclion 
SAm~ 

··-'. ,lJTl .a -· UEOHJ!)f\na;# - - .. ...... lAll use ONLY 

I ll>fAC_WJ &:> 7 kf ·." \o\;s"' so 4 ~ ["f:J3V 

:t ~lf.A f:c \l- e.o ·1 l so SO I "' X L</J/3 
3 l~AECt, .BOT /; {E20 -50 '/ )(! Y':?/9" 

! 
' 

--

r-'i= 1--

~ ! 

j_~ li:l\1b~ 'n#t\&ttot,rnme BIJ$ln~' d\1'1$) """ ~an Commeto!Sl-ltlsw:ti<"" ~ 

~d.10~DaJs 
~S,~J>Nt.1Date:. 0HYASP~A ~ Je f-,u:.,.,.J' TJ.Jl/-:<t//J E.,.,L ..... 2} 0.., .... .,_.,.. 

Day RUSH ......... ) D ShteF6nns I 
0 >Day""""""'"" ----- - OEDDF .......... __ 

0 1DayEMERCENCY oc-...,.. 0'"""'--
~"A"'=~~ 

~T.,Re!ofts ... QC:Suo!II!'Nlf)' 
NJR~ucad=~+QC Sillm~'Y"* Partial Ra<udara ...., 

.. ,..,._,.....,be_bei_Nohtimasa""'•""'"'go-lon.lncludln<><ouriordol...,__ ~~ 
j';J.<J.:, I wo ~ .. , reNL 'Rdtl~~ay-

(7~ ~{"J.> :~ay~ 
' ~ 

3 fW<-qutby~ -..... ;:. .. ~ar: ~By: 

3 • _.,, la-na: ~By: r=t'78 f<-<l( g :;:"_, 5 6 

Dldllln'lll; ..........,. { 4 
~"*'*~ .. ct. Caalerl'e!ll¥l- 1: a~ 

[J •I]' 

JB29717R: Chain of Custody 

Page 1 of 4 

• 11 of 80 
• ACCUTESJ; 
JB29717R "'"" 0 '"A'~attt< 



.. 
CHAIN OF CUSTODY 

2235~136,. ~~1'1-J WlO 
'rr:t.. T.it-329-6100 FAX.:. 13l-:P-5-J.199>·34W:l 

i ; 

---0 

PAGE 

.... 
P.· 

OF 

JB30082R: Chain of Custody 
Page 1 of3 

• 11 of 81 
• ACCUTEST; 
JB30082R L .... D lHt A TtH'!I r:::; 



•• •• ACCUTEST. CHAIN OF CUSTODY PAGE_l_OF ..J_ 
lo..oii\.B.QR'!'-TDRtl!S 2235 Route 130, Dayton, NJ 08&10 

1~· -flfr 3C;.l'J 1...,.""""'""'' "'}IJ.- Tel: 732·329--0200 FAX: 732-329--3499;'3480 
.;; I _,_. 

_..,., --(8 3D ?..52.. www .aecutest.com 
~"Client 1 .fleporting Information ro"ect lnfonnation ~~"it;[(; };,~f$~~ ~~ Reauested Mal si.s see TEST CODE sheet iil{_~l MatriX COdes 

r!M~'E 
Name: 

'~\- L:J.J.· ( A Jtc_,..e_ j) ~M 
-~ 

~--':::;::; 

~~~(~ fA..--K. 1h- r •. ., __ . - ~ { '"-•¥;"'";.<.':<' -f WW-Wata'" 

Siftiagklfot"fMtion ifdifferen!fromfteporttc} 
SW- SuttaceWob.r 

~ 
so~soo 

wL;J-I 7JJ4.-<.._ ""' """ $>ale """"""'"""" . 
Sl.~Sf0d9e 

N'lla~ 51;~ 

' 
01-Ciil 

~rr~,.,., '~~ -· -- .; UQ-Olt'm'Uql.lld 

ti>iAAta:..::cmt •. I J.- e-.. AIR~Air 

~ SOL~Olt!etse:ic! 

--O, v .._. QEiliiP'I.ardut$eOroer# CiiY - ""' WP·W!po 
1 414--~s~ ~woo F..-lllank 

"'- f.&.E~Bart: 

~et~sl I{:;_,Ju-... -· -- - RS-Rilselllank 

4d-r 1'1.. J ~ 
TS-Tiip!llank 

"""""" -- 11 
J~;<~T. 

" ~ - ~n 
;. -· Reid 10 I Point of Co!leclion """"""""• - ... .._ ~ ~ u ~ .• LABIJSEONU 

·I AI{(Ab.-fi:f~ • 3il./t]) 't v 
I I 

~ I 
..... , ... .i 

ill 
··• . 

. 

"~ T~T~ ausitleta:$ ~M~~~"?i-k . !.(1~~~.( 
.. 

~-
Camm<!nlst s ,_ ,... ·- ~ ·-· ,. 

0 SOL" -O.ya ~d8:r~NJ;tOttt: o~-~~--11 D NYASI'e.te!IOIYA 
• ~ ~L£~ 'V.b ... 3/')" g-.. --, .. -- 0C-oiT( ..... 2) 0NYASP.,.,..,.,..II 

1DI)ayl!fUSH ~ fUU.T1 , ...... ~) D ..... F ..... 

o·""'- D""'-
01!110 ___ 

o· ... ~ c:J CORn'l'tfll:lat"'c- 0'"""--0 >Day EMERGENCY ~ .. A .. ..,Resdtaoott 
0 1 tlay EfirERGliltC't' ~"B',.,Ruub+OC~ 

NJ~~~·OC&.Iam&N'•PartiaiRawdat:a 

*'«:»documented below each time-$1Mpf61 ~ ~ iiWuding -<::ootler ....... ~v.V.-. 1JJ~ I"Yih ~ \1'115 I<!JI_ J!K 
._,., 

hJ. &><' lizt3 1 2 3+-' .. _ 1..1.~, I .,_.., ............ ., 
3 4 _,.,...., -T- _., _ ..... 3(p (]-

5 5 (],.._ 
I 

ld.o."- -"'if! 4 ' 

-;;::>"- 7 .... -T- '2 c~ ~ ~ 

f.b· , • .J "-

JB30252: Chain of Custody 
Page 1 of3 

• 9 of115 
.ACCUTEST. 
J830252 l.f'.VQlliATQfti•f:!l 



••• .ACCUTESI: 
.t..ADOAATORIES ,u .. 

~?...;,w.:.~cfient 1 Reporting lnformauon 

Field to I Point of couection _, AR.eA D - I t; p..p,. -""· 

CHAIN OF CUSTODY 
/ 

PAGE _t OF j_ f;J 
2235 Route 130, Dayton, NJ 08810 

Tel: 732-329-0200 FAX: 732-329-3499!3480 ! · 

t;J.z-)13 

W\Vw.accutesLcom ~oldll• At:a~CNt.J .. u ~30·;"1y_r 

Pro"ectlnfonnation ~~,~~~~$h~4{11i~W~·~~Jt'"th~ RequestedAna sis seeTESTCOOEsheet G~ MatrixCodes 

""""""' 
........ 

r- .. - ol'ba&a ~ 

/l.iS llft.ll _'t-

N.mb!tolprHIIM!dSCitlles 

% 8 ~ ~ 
.i % ~ 
~ 2 § ~ ~ " "' ~ 

I~ 

r:IW-OrinkingWatt!r 
GW- Ground Water 

WW-Wata 
SW-SUrfaceWaler 

SO-Soil 
Sl-Siudge 

Sc""O-S&cOnent 
01-0i 

LJQ-Oiherl.iquid 
AIR·Ai" 

SOL- O!herS~ 
WP-YJipe 

m.F-.eld Stank ..... _..... ..... 
RB- Rinse Blank 
~Trip Blank. 

LAB USE ONLY 

H31b 

3~ .. -' _.,__ I ;-""""" I ~., / -:--'""/! \~'t"' 

JIJ 
-iooi·>1LJ ~ -~ ' .. V .,._T_ -zs"r./. 

JB30345R: Chain of Custody 

Page 1 of 4 

• 9 of 77 
.ACCUTEST 
JB30345R L" flO RATO R 1 c;: 0 



DATA REVIEWWORKSHEETS 

Project Number:_JB29717 __ _ 
Date: 02/23_ + _25/2013 __ 

REVIEW OF VOLATILE ORGANIC PACKAGE 
The following guidelines for evaluating volatile organics were created to delineate required validation 
actions. This document will assist the reviewer in using professional judgment to make more informed 
decision and in better serving the needs of the data users. The sample results were assessed according to 
USEPA data validation guidance documents in the following order of precedence: USEPA Region 2, SOP 
HW-24, Standard Operating Procedure for the Validation of Organic Data Acquired using SW-846 Method 
82608 (August, 2009-Revision 2), the USEPA National Functional Guidelines for Low/Medium 
Concentration Organic Data Review (SOW SOM01.2 SOP HW-33, August 2009- Revision 2), the USEPA 
National Functional Guidelines for Organic Data Review for Low Concentration Water (SOP HW-13, August, 
2009-Revision 3). Also, QC criteria from "Test Methods for Evaluating Solid Waste, Physical/Chemical 
Methods SW-846 (Final Update Ill, December 1996)," specifically for Methods 8000/82608 are utilized. The 
QC criteria and data validation actions listed on the data review worksheets are from the primary guidance 
document, unless otherwise noted. 
The hardcopied (laboratory name) _Accutest data package received has been 
reviewed and the quality control and performance data summarized. The data review for VOCs included: 

Lab. Project/SDG No.: _JB29717 _____ _ Sample matrix: _Soil, ___ _ 
No. of Samples: 3. ______ _ 

Trip blank No.: 
Field blank No.:----------------------
Equipment blank No.: ____________________ _ 

Field duplicate No.: __ ~--------------------

_X_ Data Completeness 
Holding Times 

_X_ GCIMS Tuning 
_X_ Internal Standard Performance 
_X_ Blanks 
_X_ Surrogate Recoveries 
_X_ Matrix Spike/Matrix Spike Duplicate 

_X_ Laboratory Control Spikes 
_X_ Field Duplicates 
_X_ Calibrations 
_X_ Compound Identifications 
_X_ Compound Quantitation 
_X_ Quantitation Limits 

Overall Comments:_Selected_VOC's_by_SW846-8260B _________ _ 

Definition of Qualifiers: 
J~ Estimated results 
U~ Compound not detected 
R- Rejecte data 
UJ- Estim 

1 



DATA REVIEWWORKSHEETS 

DATA COMPLETENESS 

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED 

2 



DATA REVIEWWORKSHEETS 

HOLDING TIMES 

All criteria were met _x_ 
Criteria were not mel 
and/or see below 

The objective of this parameter is to ascertain the validity of the results based on the holding time 
of the sample from time of collection to the time of analysis. 

Complete table for all samples and note the analysis and/or preservation not within criteria 

SAMPLEID DATE SAMPLED DATE ANALYZED pH ACTION 

Sample analyzed within method recommended holding time. 

Criteria 

Aqueous samples -14 days from sample collection for preserved samples (pH~ 2, 4°C), no air 
bubbles. 
Aqueous samples - 7 days from sample collection for unpreserved samples, 4°C, no air bubbles. 
Soil samples- 7 days from sample collection. 
Cooler temperature (Criteria: 4 :t 2 °C): 4°C - OK 

Actions 

If the VOCs vial(s) have air bubbles, estimate positive results (J) and reject nondetects (R). 
If the o/o solids of soil samples is 10-50%, estimates positive results (J) and nondetects (UJ) 
If the % solid of soil samples is < 1 0%, estimate positive results ( J) and reject non detects (R). 
If holding times are exceeded but < 14 days beyond criteria, estimate positive results {J) and 
nondetects (UJ). 
If holding times are exceeded but< 28 days beyond criteria, estimate positive results (J) and reject 
nondetects {R}. 
If holding times are grossly exceeded (> 28 days beyond criteria), reject all results (R). 
If samples were not iced or if the ice were melted (> 100C), estimate positive results (J) and 
nondetects (UJ). 
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DATA REVIEWWORKSHEETS 

GCJMS TUNING 

All criteria were met _X_ 
Criteria were not met see below_ 

The assessment of the tuning results is to determine if the sample instrumentation is within the 
standard tuning QC limits 

_X_ The BFB performance results were reviewed and found to be within the specified criteria. 

_X_ BFB tuning was performed for every 12 hours of sample analysis. 

If no, use professional judgment to determine whether the associated data should be accepted, 
qualified or rejected. 

List the samples affected: 

If mass calibration is in error, all associated data are rejected. 
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DATA REVIEWWORKSHEETS 

CALIBRATION VERIFICATION 

All criteria were met _x_ 
Criteria were not met 
and/or see below 

Compliance requirements for satisfactory instrument calibration are established to ensure that the 
instrument is capable of producing and maintaining acceptable quantitative data. 

Date of initial calibration: 02/11/13_03/06/13_01/07/13 
Dates of continuing calibration:_03/04/13_03/07/13_03/05/13 
Instrument ID numbers: GCMSD_GCMSX_GCMSY 
Matrix/Levei:_Aqueousnow __________ _ 

DATE LAB FILE CRITERIA OUT COMPOUND SAMPLES 
ID# RFs, %RSD, %D, r AFFECTED 

Initial and continuing calibration meet method specific criteria 

Criteria 

All RFs must be > 0. 05 regardless of method requirements for SPCC. 
All %RSD must be~ 15 % regardless of method requirements for CCC. 
All %Ds must be~ 20% regardless of method requirements for CCC. 
It should be noted tha~ Region 2 SOP HW-24 does not specify criterion for the curve correlation 
coefficient (r). A limit for r of ~0.995 has therefore been utilized as professional judgment 

Actions 

If any compound has an initial RF or a continuing RF of< 0.05, estimate positive results (J) and 
reject nondetects (R), regardless of method requirements. 
If any compound has a %RSD > 15%, estimate positive results {J) and use professional judgment 
to qualify nondetects. 
If any compound has a o/oRSD > 900k, estimate positive results (J) and reject nondetects (R). 
If any compound has a o/o D > 20%, estimate positive results (J) and reject nondetects (R). 
If any compound has a% D > 20%, estimate positive results (J) and nondetects (UJ). 
If any compound has a% D > 900k, estimate positive results (J) and reject nondetects (R). 
If any compound has r > 0.995, estimate positive results and nondetects. 

A separate worksheet should be filled for each initial curve 
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DATA REVIEWWORKSHEETS 

VA. BLANK ANALYSIS RESULTS (Sections 1 & 2) 

All criteria were met _NIA_ 
Criteria were not met 
and/or see below 

The assessment of the blank analysis results is to determine the existence and magnitude of 
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with 
the samples, including trip, equipment and laboratory blanks. If problems with any blanks exist all 
data associated with the case must be carefully evaluated to determine whether or not there is an 
inherent variability in the data for the case, or if the problem is an isolated occurrence not affecting 
other data. 

List the contamination in the blanks below. High and low levels blanks must be treated separately. 

Laboratory blanks 

DATE 
ANALVZED 

LABID LEVEU 
MATRIX 

COMPOUND CONCENTRATION 
UNITS 

_AII_method_blank_meeth_method_specitic_criteria. ____________ _ 

Field[Equipment!Trip blank 

DATE 
ANALVZED 

LABID LEVEU COMPOUND 
MATRIX 

CONCENTRATION 
UNITS 

_No_field/equipmentltrip_blanks_analyzed_with_this_data_package. _______ _ 
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DATA REVIEW WORKSHEETS 

V B. BLANK ANALYSIS RESULTS (Section 3) 

Blank Actions 

All criteria were met _NIA_ 
Criteria were not met 
and/or see below 

Action Levels (Als) should be based upon the highest concentration of contaminant determined in 
any blank. Do not qualify any blank with another blank. The ALs for samples which have been 
diluted should be corrected for the sample dilution factor and/or % moisture, where applicable. No 
positive sample results should be reported unless the concentration of the compound in the 
samples exceeds the Als: 

ALs = 1 Ox the amount of common contaminants (methylene chloride, acetone, 2-butanone, and 
toluene) 
Als = 5x for any other compounds 

Specific actions are as follows: 

If the concentration is < sample quantitation limit (SQL) and ~ AL, report the compound as not 
detected (U) at the SQL. 
If the concentration is ~ SQL but ~ AL, report the compound as not detected (U) at the reported 
concentration. 
If the concentration is ~.SOL and> AL, report the concentration unqualified. 

Notes: 

Hig. h and low level blanks must be treated separately . . 

Compounds qualified "U" for blank contamination are still considered "hits" when qualifying for 
calibration criteria. 

CONTAMINATION COMPOUND CONC/LINITS AUUNITS S~ED 
SOURC8LEVEL , ES 

-
I 

1--
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DATA REVIEWWORKSHEETS 

SURROGATE SPIKE RECOVERIES 

All criteria were met_X_ 
Criteria were not met 
and/or see below_ 

Laboratory performance of individual samples is established by evaluation of surrogate spike 
recoveries. All samples are spiked with surrogate compounds prior to sample analysis. The 
accuracy of the analysis is measured by the surrogate percent recovery. Since the effects of the 
sample matrix are frequenHy outside the control of the laboratory and may present relatively unique 
problems, the validation of data is frequenHy subjective and demands analytical experience and 
professional judgment. 
List the percent recoveries (%Rs) which do not meet the criteria for surrogate recovery. 
Matrix: solid/aqueous 

SAMPLEID SURROGATE COMPOUND ACTION 
1,2-DCA DBFM TOL·dB BFB 

_AII_surrogate_recoveries_within_laboratory_controUimits __________ _ 

QC Limits* (Aqueous) 
__ .LL_to_UL_ _to __ 
QC Limits* {Solid-Low) 
__ ,LL_to_UL_ _to __ 
QC Limits* (Solid-Med) 
__ .LL_to_UL_ 

1 ,2-DCA = 1 ,2-Dichloromethane-d4 
DBFM = Dibromofluoromethane 

_to__ __to __ 

_to__ __to__ __to. __ 

_to__ __to __ 

TOL-d8 = Toluene-d8 
BFB = Bromofluorobenzene 

* QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper limit. 
* If QC limits are not available, use limits of 80 - 120 % for aqueous and 70 - 130 % for 

solid samples. 

Actions: 

QUALITY %R< 10% %R= 10%-LL %R>UL 
Positive results J J J 
Nondetects results R UJ Accept 

Surrogate action should be applied: 
If one or more surrogate in the VOC fraction is out of specification, but has a recovery of> 10%. 
If anyone surrogate in a fraction shows< 10% recovery. 
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DATA REVIEW WORKSHEETS 

VII. A MATRIX SPIKE/MATRIX SPIKE DUPLICATE (MS/MSD} 

All criteria were met _X_ 
Criteria were not mel 
and/or see below 

This data is generated to determine long term precision and accuracy in the analytical method for 
various matrices. This data alone cannot be used to evaluate the precision and accuracy of 
individual samples. If any % R in the MS or MSD falls outside the designated range, the reviewer 
should determine if there are matrix effects, i.e. LCS data are within the QC limits but MSIMSD 
data are outside QC limit 

1. MS/MSD Recoveries and Precision Criteria 
The laboratory should use one MS and a duplicate analysis of an unspiked field sample if target 
analytes are expected in the sample. If target analytes are not expected, MS/MSD should be 
analyzed. 

list the %Rs, RPD of the compounds which do not meet the criteria. 

Sample ID:_JB30582-38MS/-38MSD ___ _ Matrixllevei:_Soil __ _ 
Sample ID:_,IB30041-2MS/-2MSD ___ _ Matrixllevei:_Soil __ _ 

MS OR MSD COMPOUND % R RPD QC LIMITS ACTION 
JB30041-2MS/-2MSD 
_MS Acetone 4 _____ 10_-_198,___ __ ,No_action, __ 

-9 ------------ -------------------
JB30181-14MS/-14MSD 
_MSD Acetone, ___ .218_43 __ 10_-198/35,_----'No_action, __ _ 
_ MS/MSD MIBK 34 22 No_action __ _ 

Note: JB30041-2MS/2MSD - no action due to high sample concentration relative to amount 
spiked. 
JB30181-14MS/14MSD - no action due to high sample concentration 

* 
* 

Actions: 

QC limits are laboratory in-house performance criteria, ll = lower limit, Ul = upper limit 
If QC limits are not available, use limits of 70 - 130 %. 

ITY %R<Ll %R>Ul 
Positive results J J 
Nondetects results R Acce t 

MS/MSD criteria apply only to the unspiked sample, its dilutions, and the associated MSIMSD 
samples: 

If the % R for the affected compounds were < ll (or 70 %), qualify positive results (J) and 
nondetects (UJ). 
If the% R for the affected compounds were > Ul (or 130 %), only qualify positive results 
(J). 
If 25 % or more of all MS/MSD %R were < Ll (or 70 %) or if two or more MSIMSD %Rs 
were < 1 0%, qualify all positive results (J) and reject nondetects (R). 

A separate worksheet should be used for each MS/MSD pair. 
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DATA REVIEWWORKSHEEfS 

VII. B MATRIX SPIKE/MATRIX SPIKE DUPLICATE 

MSIMSD - Unspiked Compounds 

All criteria were met _X_ 
Criteria were not met 
and/or see below 

It should be noted that Region 2 SOP HW-24 does not specify a MSIMSD criteria for the unspiked 
compounds in the sample. A o/oRSD of< 50% has therefore been utilized as professional judgment 

If all target analytes were spiked in the MSIMSD, this review element is not applicable. 

List the o/oRSD of the compounds which do not meet the criteria. 

Sample ID: _________ _ Matrix/Level/Unit _____ _ 

COMPOUND SAMPLE MSCONC. MSD CONC. o/o RSD ACTION 
CONC. 

Actions: 

*If the o/o RSD >50, qualify the positive result in the unspiked samples as estimated (J). 
* If the o/o RSD is not calculated (NC) due to nondetected value, use professional judgment to 
qualify the data. 
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DATA REVIEWWORKSHEETS 

All criteria were met _:t.._ 
Criteria were not met 
and/or see below 

VIII. LABORATORY CONTROL SAMPLE (LCS) ANALYSIS 

This data is generated to determine accuracy of the analytical method for various matrices. 

1. LCS Recoveries Criteria 

Where LCS spiked with the same analyte at the same concentrations as the MSIMSD? 
Yes or No. If no make note in data review memo. 
List the %R of compounds which do not meet the criteria 

LCSID COMPOUND %R QC LIMIT 

_Recoveries_within_laboratory_control_limits. _____________ _ 

* 

* 

Actions: 

QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper 
limit 
If QC limits are not available, use limits of 70 - 130 %. 

QUALITY %R<LL %R>UL 
Positive results J J 
Nondetects results R Accept 

All analytes in the associated sample results are qualified for the following criteria. 

If 25 % of the LCS recoveries were < LL (or 70 %), qualify all positive results 0} and reject 
nondetects (R). 
If two or more LCS were below 10 %, qualify all positive results as (J) and reject 
nondetects (R). 

2. Frequency Criteria: 

Where LCS analyzed at the required frequency and for each matrix? Yes or No. 
If no, the data may be affected. Use professional judgment to determine the severity of the effect 
and qualify data accordingly. Discuss any actions below and list the samples affected. 
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DATA REVIEWWORKSHEETS 

IX. FIELD DUPLICATE PRECISION 

Sample IDs: 

All criteria were met _N/A_ 
Criteria were not met 
and/or see below __ 

Matrix:_-__ _ 

Field duplicates samples may be taken and analyzed as an indication of overall precision. These 
analyses measure both field and lab precision; therefore, the results may have more variability than 
laboratory duplicates which only laboratory performance. It is also expected that soil duplicate 
results will have a greater variance than water matrices due to difficulties associated with collecting 
identical field duplicate samples. 

The project QAPP should be reviewed for project-specific information. 
Suggested criteria: RPD ~ 300k for aqueous samples, RPD ~ 50 % for solid samples. If both 
samples and duplicate are <5 SQL, the RPD criteria is doubled. 

COMPOUND SQL SAMPLE CONC. DUPLICATE CON'C:"T RPD ACTION 
I 

No field duplicate analyzed with this data package. Lab d to assess precision .. 
I 
I 

Actions: 

Qualify as estimated positive results (J) and nondetects (UJ) for the compound that exceeded the 
above criteria. For organics, only the sample and duplicate will be qualified. 

If an RPD cannot be calculated because one or both of the sample results is not detected, the 
following actions apply: 

If one sample result is not detected and the other is greater than 5x the SQL qualify (J/UJ). 

If one sample value is not detected and the other is greater than 5x the SQL and the SQLs for the 
sample and duplicate are significantly different, use professional judgment to determine if 
qualification is appropriate. 

If one sample value is not detected and the other is less than 5x, use professional judgment to 
determine if qualification is appropriate. 

If both sample and duplicate results are not detected, no action is needed. 
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DATA REVIEWWORKSHEETS 

IX. FIELD DUPLICATE PRECISION 

Sample IDs: _JB30586-36/-36DUP __ 

All criteria were met _X_ 
Criteria were not met 
and/or see below __ 

Matrix:_Soil __ _ 

Field duplicates samples may be taken and analyzed as an indication of overall precision. These 
analyses measure both field and lab precision; therefore, the results may have more variability than 
laboratory duplicates which only laboratory performance. It is also expected that soil duplicate 
results will have a greater variance than water matrices due to difficulties associated with collecting 
identical field duplicate samples. 

The project QAPP should be reviewed for project-specific information. 
Suggested criteria: RPD :!: 300AI for aqueous samples, RPD :!: 50 % for solid samples. If both 
samples and duplicate are <5 SQL, the RPD criteria is doubled. 

COMPOUND SQL SAMPLE CONC. DUPLICATE CONC. RPD ACTION 
Toluene 0.12 ND 0.31 200 No action; low 

concentration of hit 

Actions: 

Qualify as estimated positive results (J) and nondetects (UJ} for the compound that exceeded the 
above criteria. For organics, only the sample and duplicate will be qualified. 

If an RPD cannot be calculated because one or both of the sample results is not detected, the 
following actions apply: 

If one sample result is not detected and the other is greater than 5x the SQL qualify (J/UJ). 

If one sample value is not detected and the other is greater than 5x the SQL and the SQLs for the 
sample and duplicate are significantiy different use professional judgment to determine if 
qualification is appropriate. 

If one sample value is not detected and the other is less than 5x, use professional judgment to 
determine if qualification is appropriate. 

If both sample and duplicate results are not detected, no action is needed. 
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DATA REVIEWWORKSHEETS 

All criteria were met_X_ 
Criteria were not met 
and/or see below 

X. INTERNAL STANDARD PERFORMANCE 

The assessment of the internal standard (IS) parameter is used to assist the data reviewer in 
determining the condition of the analytical instrumentation. 

List the internal standard area of samples which do not meet the criteria. 

* 
* 

Area of +100% or -50% of the IS area in the associated calibration standard. 
Retention time (RT) within 30 seconds of the IS area in the associated calibration 
standard. 

DATE SAMPLE ID IS OUT IS AREA ACCEPTABLE ACTION 
RANGE 

_lnternal_standard_area_within_laboratory_control_limits. ___________ _ 

Actions: 

1. IS actions should be applied to the compound quantitated with the out-of-control ISs 

QUALITY IS AREA< -25% IS AREA = -25 % IS AREA>+ 100% 
T0-50% 

Positive results J J J 
Nondetected results R UJ ACCEPT 

2. If a IS retention time varies more than 30 seconds, the chromatographic profile for that 
sample must be examined to determine if any false positive or negative exists. For 
shifts of a large magnitude, the reviewer may consider partial or total rejection of the 
data for the sample fraction. 
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DATA REVIEWWORKSHEITS 

XII. SAMPLE QUANTITATION 

All criteria were met _x_ 
Criteria were not met 
and/or see below_ 

The sample quantitation evaluation is to verify laboratory quantitation results. In the space below, 
please show a minimum of one sample calculation: 

JB29717-2 

MIBK 

[ ] = (3127)(50)/(307415)(0.156) 

= 3.26 ppb OK 

RF = 0.156 
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DATA REVIEWWORKSHEETS 

XII. QUANTITATION LIMITS 

A. Dilution performed 

SAMPLE ID DILUTION FACTOR 

r--

B. Percent Solids 

List samples which have ~ 50 % solids 

Actions: 

All criteria were met _X_ 
Criteria were not mel 
and/or see below_ 

REASON FOR DILUTION 

If the % solids of a soil sample is·1 0-500k, estimate positive results (J) and nondetects (UJ} 

If the % solids of a soil sample is < 1 0%, estimate positive results ( J) and reject nondetects 
(R) 
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' \ ... 
DATA REVIEWWORKSHEEfS 

Project Number:_JB29717 __ _ 
Date: 02/23-25/201 ~---

REVIEW OF VOLATILE ORGANIC PACKAGE 
The following guidelines for evaluating volatile organics were created to delineate required validation 
actions. This document will assist the reviewer in using professional judgment to make more informed 
decision and in better serving the needs of the data users. The sample results were assessed according to 
USEPA data validation guidance documents in the following order of precedence: USEPA Region 2, SOP 
HW-24, Standard Operating Procedure for the Validation of Organic Data Acquired using SW-846 Method 
82608 (August, 2009-Revision 2), the USEPA National Functional Guidelines for Low/Medium 
Concentration Organic Data Review (SOW SOM01.2 SOP HW-33, August 2009- Revision 2}, the USEPA 
National Functional Guidelines for Organic Data Review for Low Concentration Water (SOP HW-13, August, 
2009-Revision 3). Also, QC criteria from "Test Methods for Evaluating Solid Waste, Physical/Chemical 
Methods SW-846 (Final Update Ill, December 1996)," specifically for Methods 8000/8015C are utilized. The 
QC criteria and data validation actions listed on the data review worksheets are from the primary guidance 
document, unless otherwise noted. 
The hardcopied (laboratory name) _Accutest data package received has been 
reviewed and the quality control and performance data summarized. The data review for VOCs included: 

Lab. Project/SDG No.: _JB29717 _____ _ Sample matrix: _Soil. ___ _ 
No. of Samples: ___ ,. ________ _ 

Trip blank No.: ----------------------­
Field blank No.:----------------------
Equipment blank No.: _____________________ _ 
Field duplicate No.:. _____________________ _ 

_ X_ Data Completeness 
_X_ Holding Times 
_N/A_ GCIMS Tuning 
_N/A_Internal Standard Performance 
_X_ Blanks 
_X_ Surrogate Recoveries 
_X_ Matrix Spike/Matrix Spike Duplicate 

Laboratory Control Spikes 
Field Duplicates 

_X_ Calibrations 
Compound Identifications 
Compound Quantitation 

_X_ Quantitation Limits 

Overall Comments:_Selected_alcohols_{methanol_and_isopropyl_alcohol)_by _SW846-8015C _ 
_ {DAI}. _____________________ _ 

Definition of Qualifiers: 
J- Estimated results 
U- Compound not detected 
R- Rejected da a 
UJ- Esti ed nd 
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DATA REVIEWWORKSHEETS 

DATA COMPLETENESS 

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED 
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.. 
DATA REVIEWWORKSHEffi 

HOLDING TIMES 

All criteria were met _X_ 
Criteria were not met 
and/or see below_ 

The objective of this parameter is to ascertain the validity of the results based on the holding time 
of the sample from time of collection to the time of analysis. 

Complete table for all samples and note the analysis and/or preservation not within criteria 

SAMPLEID pH ACTION DATE SAMP~ DATE ANALYZED 
JB29717-1R 02/23/13 03/20/13 - Estimate positive results 
JB29717-2R 02/23/13 03/20/13 - (J) and reject nondetects 
JB29717-3R 02/25/13 03/20/13 - (R) 

Criteria 

Aqueous samples - 14 days from sample collection for preserved samples (pH ~ 2, 4°C}, no air 
bubbles. 
Aqueous samples - 7 days from sample collection for unpreserved samples, 4°C, no air bubbles. 
Soil samples- 7 days from sample collection. 
Cooler temperature (Criteria: 4!: 2 °C): 4°C- OK 

Actions 

If the VOCs vial(s) have air bubbles, estimate positive results (J) and reject non detects (R). 
If the% solids of soil samples is 10-50%, estimates positive results {J} and nondetects (UJ} 
If the% solid of soil samples is < 10%, estimate positive results (J) and reject nondetects (R). 
If holding times are exceeded but < 14 days beyond criteria, estimate positive results (J) and 
nondetects (UJ). 
If holding times are exceeded but< 28 days beyond c1iteria, estimate positive results (J} and reject 
nondetects (R). 
If holding times are grossly exceeded (> 28 days beyond criteria), reject all results (R). 
If samples were not iced or if the ice were melted (> 10°C}, estimate positive results (J) and 
nondetects (UJ). 

All criteria were met _NIA_ 
Cntena were not met see below 
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' . . . 

DATA REVIEWWORKSHEETS 

GC/MS TUNING 

The assessment of the tuning results is to determine if the sample instrumentation is within the 
standard tuning QC limits 

_N/A_ The BFB performance results were reviewed and found to be within the specified criteria. 

_N/A_ BFB tuning was performed for every 12 hours of sample analysis. 

If no, use professional judgment to determine whether the associated data should be accepted, 
qualified or rejected. 

List the samples affected: 

If mass calibration is in error, all associated data are rejected. 
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DATA REVIEW WORKSHEETS 

CALIBRATION VERIFICATION 

All criteria were met _X_ 
Criteria were not met 
and/or see below_ 

Compliance requirements for satisfactory instrument calibration are established to ensure that the 
instrument is capable of producing and maintaining acceptable quantitative data. 

Date of initial calibration: 09/24/12. ______ _ 
Dates of continuing calibration:_03/20/13 ______ _ 
Instrument ID numbers: GCGH. _______ _ 
Matrix/Levei:_Aqueous/medium:....__ _______ _ 

DATE LAB FILE CRITERIA OUT COMPOUND SAMPLES 
ID# RFs, %RSD, %D, r AFFECTED 

Initial and continuing calibration meets method specific requirements in at least one of the two 
signals. 

Criteria 

All RFs must be > 0.05 regardless of method requirements for SPCC. 
All %RSD must be~ 15% regardless of method requirements for CCC. 
All %Ds must be ~ 20% regardless of method requirements for CCC. 
It should be noted that Region 2 SOP HW-24 does not specify criterion for the curve correlation 
coefficient (r). A limit for r of?. 0.995 has therefore been utilized as professional judgment. 

Actions 

If any compound has an initial RF or a continuing RF of< 0.05, estimate positive results (J) and 
reject nondetects (R), regardless of method requirements. 
If any compound has a %RSD > 15%, estimate positive results (J) and use professional judgment 
to qualify nondetects. 
If any compound has a %RSD > 90%, estimate positive results (J) and reject nondetects (R). 
If any compound has a% D > 20%, estimate positive results (J) and reject nondetects (R). 
If any compound has a % D > 200k, estimate positive results (J) and nondetects (UJ). 
If any compound has a% D > 900k, estimate positive results (J) and reject nondetects (R). 
If any compound has r > 0.995, estimate positive results and nondetects. 

A separate worksheet should be filled for each initial curve 
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DATA REVIEWWORKSHEETS 

VA BLANK ANALYSIS RESULTS (Sections 1 & 2) 

All criteria were mei_NIA_ 
Criteria were not met 
and/or see below __ 

The assessment of the blank analysis results is to determine the existence and magnitude of 
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with 
the samples, including trip, equipment, and laboratory blanks. If problems with any blanks exist all 
data associated with the case must be carefully evaluated to determine whether or not there is an 
inherent variability in the data for the case, or if the problem is an isolated occurrence not affecting 
other data. 

List the contamination in the blanks below. High and low levels blanks must be treated separately. 

Laboratory blanks 

DATE 
ANALVZED 

LABID LEVEL/ 
MATRIX 

COMPOUND CONCENTRATION 
UNITS 

_AII_method_blank_meeth_method_specific_criteria. ____________ _ 

Field[Equipment!T rip blank 

DATE 
ANALVZED 

LABID LEVEU COMPOUND 
MATRIX 

CONCENTRATION 
UNITS 

_No_fieldltrip/equipment_blanks_analyzed_with_this_data__package. _______ _ 
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•. 

DATA REVIEWWORKSHEETS 

V B. BLANK ANALYSIS RESULTS (Section 3) 

Blank Actions 

All criteria were met _NlA_ 
Criteria were not met 
and/or see below 

Action Levels (ALs) should be based upon the highest concentration of contaminant determined in 
any blank. Do not qualify any blank with another blank. The ALs for samples which have been 
diluted should be corrected for the sample dilution factor and/or % moisture, where applicable. No 
positive sample results should be reported unless the concentration of the compound in the 
samples exceeds the ALs: 

ALs = 10x the amount of common contaminants (methylene chloride, acetone, 2-butanone, and 
toluene) 
ALs = Sx for any other compounds 

Specific actions are as follows: 

If the concentration is < sample quantitation limit {SQL) and ~ AL, report the compound as not 
detected (U) at the SQL. 
If the concentration is ~ SQL but ~ AL, report the compound as not detected (U) at the reported 
concentration. 
If the concentration is ~ SQL and > AL, report the concentration unqualified. 

Notes: 

High and low level blanks must be treated separately 
Compounds qualified "U" for blank contamination are still considered "hits" when qualifying for 
calibration criteria. 

I ~giNTAMINATION COMPOUND CONC/UNITS AUUNITS SQL AFFECTED 
URGE/LEVEL SAMPLES 

-
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DATA REVIEW WORKSHEETS 

SURROGATE SPIKE RECOVERIES 

All criteria were mei_X_ 
Criteria were not met 
and/or see below 

Laboratory performance of individual samples is established by evaluation of surrogate spike 
recoveries. All samples are spiked with surrogate compounds prior to sample analysis. The 
accuracy of the analysis is measured by the surrogate percent recovery. Since the effects of the 
sample matrix are frequently outside the control of the laboratory and may present relatively unique 
problems, the validation of data is frequently subjective and demands analytical experience and 
professional judgment 
List the percent recoveries (%Rs) which do not meet the crite1ia for surrogate recovery. 
Matrix: solid/aqueous 

SAMPLE ID SURROGATE COMPOUND ACnON 
Hexanol 

_AII_surrogate_recoveries_and_retention_times_within_laboratory_control_limits. ____ _ 

QC Limits* (Aqueous) 
-~LL_to_UL_ _to__ __to__ __to__ __to __ 
QC Limits* (Solid-Low) 
__ LL_to_UL_ __to__ __to__ __to__ __to. __ 
QC Limits* (Solid-Med) 
__ LL_to_UL_ _to__ __to__ __to__ __to. __ 

1,2-DCA = 1,2-Dichloromethane-d4 TOL-d8 =Toluene-dB 
DBFM = Dibromofluoromethane BFB = Bromofluorobenzene 

* QC limits are laboratory in-house performance criteria, LL = lower limi~ UL = upper limit 
* If QC limits are not available, use limits of 80 - 120 % for aqueous and 70 - 130 % for 

solid samples. 

Actions: 

QUALITY %R< 10% %R= 10%-LL %R>UL 
Positive results J J J 
Nondetects results R UJ Accept 

Surrogate action should be applied: 
If one or more surrogate in the VOC fraction is out of specification, but has a recovery of > 1 0%. 

If any one surrogate in a fraction shows< 10% recovery. 
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DATA REVIEWWORKSHEITS 

All criteria were met _X_ 
Criteria were not met 
and/or see below __ 

VII. A MATRIX SPIKE/MATRIX SPIKE DUPLICATE (MS/MSD) 

This data is generated to detennine long tenn precision and accuracy in the analytical method for 
various matrices. This data alone cannot be used to evaluate the precision and accuracy of 
individual samples. If any % R in the MS or MSD falls outside the designated range, the reviewer 
should detennine if there are matrix effects, i.e. LCS data are within the QC limits but MSIMSD 
data are outside QC limit 

1. MS/MSD Recoveries and Precision Criteria 

The laboratory should use one MS and a duplicate analysis of an unspiked field sample if target 
analytes are expected in the sample. If target analytes are not expected, MS/MSD should be 
analyzed. 

list the %Rs, RPD of the compounds which do not meet the criteria. 

Sample ID:_JB300832-2RMS/-2RMSD_ Matrix/Levei:_Soil, _______ _ 

MSORMSD COMPOUND % R RPD QC LIMITS ACTION 

_MSIMSD_recoveries_and_RPD_within_laboratory_controUimits, ________ _ 

* 
* 
Actions: 

QC limits are laboratory in-house performance criteria, LL = lower limit UL = upper limit. 
If QC limits are not available, use limits of 70 - 130 %. 

QUALITY %R<LL %R>UL 
Positive results J J 
Nondetects results R Accept 

MSIMSD criteria apply only to the unspiked sample, its dilutions, and the associated MSIMSD 
samples: 

If the % R for the affected compounds were < LL (or 70 %}, qualify positive results (J) and 
nondetects (UJ). 
If the% R for the affected compounds were> UL (or 130 %), only qualify positive results 
(J). 
If 25 % or more of all MS/MSD %R were < LL (or 70 %) or if two or more MSIMSD %Rs 
were < 10%, qualify all positive results (J) and reject nondetects (R). 

A separate worksheet should be used for each MSIMSD pair. 
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DATA REVIEWWORKSHEETS 

VII. B MATRIX SPIKE/MATRIX SPIKE DUPLICATE 

MSIMSD- Unspiked Compounds 

All criteria were met _X_ 
Criteria were not met 
and/or see below_ 

It should be noted that Region 2 SOP HW-24 does not specify a MS/MSD criteria for the unspiked 
compounds in the sample. A %RSD of< 50% has therefore been utilized as professional judgment 

If all target analytes were spiked in the MSIMSD, this review element is not applicable. 

List the %RSD of the compounds which do not meet the criteria. 

Sample ID: _________ _ Matrix/Level/Unit:. _____ _ 

COMPOUND SAMPLE MS CONC. MSD CONC. % RSD ACTION 
CONC. 

Actions: 

* If the % RSD > 50, qualify the positive result in the unspiked samples as estimated {J). 
* If the % RSD is not calculated {NC) due to nondetected value, use professional judgment to 
qualify the data. 
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DATA REVIEWWORKSHEETS 

All criteria were met _x.._ 
Criteria were not met 
andlor see below 

VIII. LABORATORY CONTROL SAMPLE {LCS) ANALYSIS 

This data is generated to determine accuracy of the analytical method for various matrices. 

1. LCS Recoveries Criteria 

Where LCS spiked with the same analyte at the same concentrations as the MSIMSD? 
Yes or No. If no make note in data review memo. 
List the %R of compounds which do not meet the crite1ia 

LCSID COMPOUND %R QC LIMIT 

_Recoveries_within_laboratory_controUimits _____________ _ 

* 

* 

Actions: 

QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper 
limit. 
If QC limits are not available, use limits of 70- 130 %. 

QUALITY %R<LL %R>UL 
Positive results J J 
Nondetects results R Accept 

All analytes in the associated sample results are qualified for the following criteria. 

If 25% of the LCS recoveries were< LL (or 70 %), qualify all positive results 0) and reject 
nondetects (R). 
If two or more LCS were below 10 %, qualify all positive results as (J) and reject 
nondetects (R). 

2. Frequency Criteria: 

Where LCS analyzed at the required frequency and for each matrix? Yes or No. 
If no, the data may be affected. Use professional judgment to determine the severity of the effect 
and qualify data accordingly. Discuss any actions below and list the samples affected. 
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DATA REVIEWWORKSHEETS 

IX. FIELD DUPLICATE PRECISION 

Sample IDs: 

All criteria were met _X_ 
Criteria were not met 
and/or see below 

Matrix:_Soil_ 

Field duplicates samples may be taken and analyzed as an indication of overall precision. These 
analyses measure both field and lab precision; therefore, the results may have more variability than 
laboratory duplicates which only laboratory performance. It is also expected that soil duplicate 
results will have a greater variance than water matrices due to difficulties associated with collecting 
identical field duplicate samples. 

The project QAPP should be reviewed for project-specific information. 
Suggested criteria: RPD ::!:: 300k for aqueous samples, RPD ::!:: 50 % for solid samples. If both 
samples and duplicate are <5 SQL, the RPD criteria is doubled. 

COMPOUND SQL SAMPLE CONC. DUPLICATE CONC. RPD ACTION 

No field/laboratory duplicates analyzed for this data package. MS/MSD RPD used to assess 
precision. RPD within laboratory and generally acceptable control limits 

Actions: 

Qualify as estimated positive results (J) and nondetects (UJ) for the compound that exceeded the 
above criteria. For organics, only the sample and duplicate will be qualified. 

If an RPD cannot be calculated because one or both of the sample results is not detected, the 
following actions apply: 

If one sample result is not detected and the other is greater than 5x the SQL qualify (J/UJ). 

If one sample value is not detected and the other is greater than 5x the SQL and the SQLs for the 
sample and duplicate are significantly different, use professional judgment to determine if 
qualification is appropriate. 

If one sample value is not detected and the other is less than 5x, use professional judgment to 
determine if qualification is appropriate. 

If both sample and duplicate results are not detected, no action is needed. 
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DATA REVIEW WORKSHEETS 

All criteria were met _NIA_ 
Criteria were not met 
and/or see below _ 

X. INTERNAL STANDARD PERFORMANCE 

The assessment of the internal standard (IS) parameter is used to assist the data reviewer in 
determining the condition of the analytical instrumentation. 

List the internal standard area of samples which do not meet the criteria. 

* 
* 

Area of +1 00% or -500k of the IS area in the associated calibration standard. 
Retention time (RD within 30 seconds of the IS area in the associated calibration 
standard. 

DATE SAMPLE ID IS OUT IS AREA ACCEPTABLE ACTION 
RANGE 

Actions: 

1. IS actions should be applied to the compound quantitated with the out-of-control ISs 

QUALITY IS AREA< -25% IS AREA = -25 % IS AREA> +100% 
T0-50% 

Positive results J J J 
Nondetected results R UJ ACCEPT 

2. If a IS retention time varies more than 30 seconds, the chromatographic profile for that 
sample must be examined to determine if any false positive or negative exists. For 
shifts of a large magnitude, the reviewer may consider partial or total rejection of the 
data for the sample fraction. 
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DATA REVIEW'WORRSREETS' 

XII. SAMPLE QUANTITATION 

AU criteria were met _X_ 
Criteria were not met 
and/or see below 

The sample quantitation evaluation is to verify laboratory quantitation results. In the space below, 
please show a minimum of one sample calculation: 

JB29717-1R 

Methanol 

[ ] = (182078)/(14.32) 

= 12714 ppb OK 

RF = 14.32 
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DATA REVIEWWORKSHEETS 

XII. QUANTITATION LIMITS 

A Dilution performed 

SAMPLE ID DILUTION FACTOR 

r---

B. Percent Solids 

List samples which have ~ 50 % solids 

Actions: 

All criteria were met _X_ 
Criteria were not met 
and/or see below 

REASON FOR DILUTION 

If the % solids of a soil sample is 10-50%, estimate positive results (J) and non detects (UJ) 

If the % solids of a soil sample is < 1 0%, estimate positive results ( J} and reject nondetects 
{R) 
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DATA REVIEWWORKSHEEfS 

Project Number:_JB30082. __ _ 
Date: 02/27 _ + _28/201 __ _ 

REVIEW OF VOLATILE ORGANIC PACKAGE 
The following guidelines for evaluating volatile organics were created to delineate required validation 
actions. This document will assist the reviewer in using professional judgment to make more informed 
decision and in better serving the needs of the data users. The sample results were assessed according to 
USEPA data validation guidance documents in the following order of precedence: USEPA Region 2, SOP 
HW-24, Standard Operating Procedure for the Validation of Organic Data Acquired using SW-846 Method 
82608 (August, 2009-Revision 2), the USEPA National Functional Guidelines for Low/Medium 
Concentration Organic Data Review (SOW SOM01.2 SOP HW-33, August 2009- Revision 2), the USEPA 
National Functional Guidelines for Organic Data Review for Low Concentration Water (SOP HW-13, August, 
2009-Revision 3). Also, QC criteria from "Test Methods for Evaluating Solid Waste, Physical/Chemical 
Methods SW-846 (Final Update Ill, December 1996),u specifically for Methods 8000/82608 are utilized. The 
QC criteria and data validation actions listed on the data review worksheets are from the primary guidance 
document, unless otherwise noted. 
The hardcopied (laboratory name) _Acoutest data package received has been 
reviewed and the quality control and performance data summarized. The data review for VOCs included: 

Lab. Project!SDG No.: _JB30082. _____ _ Sample matrix: _Soil ___ _ 
No. of Samples: 5. _______ _ 

Trip blank No.: 
Field blank No.:----------------------
Equipment blank No.: _____________________ _ 
Field duplicate No.: __ -__________________ _ 

_X_ Data Completeness 
_X_ Holding Times 
_X_ GC/MS Tuning 
_X_ Internal Standard Performance 
_X_ Blanks 
_X_ Surrogate Recoveries 
_X_ Matrix Spike/Matrix Spike Duplicate 

_ X_ Laboratory Control Spikes 
_X_ Field Duplicates 
_X_ Calibrations 
_X_ Compound Identifications 
_X_ Compound Quantitation 
_X_ Quantitation Limits 

Overall Comments:_Selected_VOC's_by_SW846-8260B. _________ _ 

Definition of Qualifiers: 
J- Estimated results 
U- Compound not detected 
R- Rejected d 
UJ- Estimate 
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DATA REVIEW WORKSHEETS 

DATA COMPLETENESS 

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED 
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DATA REVIEWWORKSHEETS 

HOLDING TIMES 

All criteria were met _x_ 
Criteria were not met 
and/or see below 

The objective of this parameter is to ascertain the validity of the results based on the holding time 
of the sample from time of collection to the time of analysis. 

Complete table for all samples and note the analysis and/or preservation not within criteria 

SAMPLEID DATE SAMPLED DATE ANALYZED pH ACTION 

Sample analyzed within method recommended holding time. 

Criteria 

Aqueous samples - 14 days from sample collection for preserved samples (pH ~ 2, 4°C), no air 
bubbles. 
Aqueous samples- 7 days from sample collection for unpreserved samples, 4°C, no air bubbles. 
Soil samples- 7 days from sample collection. 
Cooler temperature (Criteria: 4.! 2 °C}: 4°C - OK 

Actions 

If the VOCs vial(s) have air bubbles, estimate positive results (J) and reject nondetects (R). 
If the% solids of soil samples is 10-50%, estimates positive results (J} and nondetects (UJ) 
If the % solid of soil samples is < 10%, estimate positive results ( J) and reject non detects (R). 
If holding times are exceeded but < 14 days beyond criteria, estimate positive results (J) and 
nondetects (UJ). 
If holding times are exceeded but< 28 days beyond criteria, estimate positive results {J) and reject 
nondetects (R). 
If holding times are grossly exceeded (> 28 days beyond criteria), reject all results (R). 
If samples were not iced or if the ice were melted (> 1 0°C), estimate positive results (J) and 
nondetects (UJ). 
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DATA REVIEWWORKSHEETS 

GCIMS TUNING 

All criteria were met _X_ 
Criteria were not met see below_ 

The assessment of the tuning results is to determine if the sample instrumentation is within the 
standard tuning QC limits · 

_X_ The BFB performance results were reviewed and found to be within the specified criteria. 

_X_ BFB tuning was performed for every 12 hours of sample analysis. 

If no, use professional judgment to determine whether the associated data should be accepted, 
qualified or rejected. 

List the samples affected: 

If mass calibration is in error, all associated data are rejected. 
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DATA REVIEWWORKSHEETS 

CALIBRATION VERIFICATION 

All criteria were met_X_ 
Criteria were not met 
and/or see below_ 

Compliance requirements for satisfactory instrument calibration are established to ensure that the 
instrument is capable of producing and maintaining acceptable quantitative data. 

Date of initial calibration: 02/20/13~--­
Dates of continuing calibration:_03/08/13_03/11/13_ 
Instrument ID numbers: GCMSA'------
Matrix/Levei:_Aqueousnow _______ _ 

DATE LAB FILE CRITERIA OUT COMPOUND 
ID# RFs, %RSD, %0, r 

02/08/13 cc-7222-20 -56.1 Acetone 
Results for Acetone rejected (R) 

Criteria 

All RFs must be > 0.05 regardless of method requirements for SPCC. 
All %RSD must be~ 15 % regardless of method requirements for CCC. 
All %Ds must be~ 20% regardless of method requirements for CCC. 

SAMPLES 
AFFECTED 

JB30082-1 

It should be noted that Region 2 SOP HW-24 does not specify criterion for the curve correlation 
coefficient (r). A limit for r of~ 0.995 has therefore been utilized as professional judgment 

Actions 

If any compound has an initial RF or a continuing RF of < 0.05, estimate positive results (J) and 
reject nondetects (R), regardless of method requirements. 
If any compound has a %RSD > 15%, estimate positive results (J) and use professional judgment 
to qualify nondetects. 
If any compound has a %RSD > 900k, estimate positive results (J) and reject nondetects (R). 
If any compound has a% D > 200k, estimate positive results (J) and reject nondetects (R). 
If any compound has a% D > 200/o, estimate positive results (J) and nondetects (UJ). 
If any compound has a% D > 900/o, estimate positive results (J) and reject nondetects (R). 
If any compound has r > 0.995, estimate positive results and nondetects. 

A separate worksheet should be filled for each initial curve 
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DATA REVIEW WORKSHEETS 

VA. BLANK ANALYSIS RESULTS (Sections 1 & 2) 

All criteria were met _NIA_ 
Criteria were not met 
andfor see below 

The assessment of the blank analysis resu~s is to determine the existence and magnitude of 
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with 
the samples, including trip, equipment, and laboratory blanks. If problems with any blanks exist, all 
data associated with the case must be carefully evaluated to determine whether or not there is an 
inherent variability in the data for the case, or if the problem is an isolated occurrence not affecting 
other data. 

List the contamination in the blanks below. High and low levels blanks must be treated separately. 

Laboratory blanks 

DATE 
ANALVZED 

LABID LEVEU 
MATRIX 

COMPOUND CONCENTRATION 
UNITS 

_AII_method_blank_meet_method_specitic_criteria ___________ _ 

Field[Equipment/Trip blank 

DATE 
ANALVZED 

LABID LEVEU COMPOUND 
MATRIX 

CONCENTRATION 
UNITS 

_Nojield/equipmentltrip_blanks_analyzed_with_this_data_package. _______ _ 
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DATA REVIEWWORKSHEETS 

V B. BLANK ANALYSIS RESULTS (Section 3) 

Blank Actions 

All criteria were met _N/A_ 
Criteria were not met 
and/or see below 

Action Levels (ALs) should be based upon the highest concentration of contaminant determined in 
any blank. Do not qualify any blank with another blank. The ALs for samples which have been 
diluted should be corrected for the sample dilution factor and/or % moisture, where applicable. No 
positive sample results should be reported unless the concentration of the compound in the 
samples exceeds the ALs: 

ALs = 1 Ox the amount of common contaminants (methylene chloride, acetone, 2-butanone, and 
toluene) 
ALs = 5x for any other compounds 

Specific actions are as follows: 

If the concentration is < sample quantitation limit (SQL} and~ AL, report the compound as not 
detected (U} at the SQL. 
If the concentration is ~ SQL but ~ AL, report the compound as not detected (U) at the reported 
concentration. 
If the concentration is~ SQL and > AL, report the concentration unqualified. 

Notes: 

High and low level blanks must be treated separately 
Compounds qualified "U" for blank contamination are still considered "hits" when qualifying for 
calibration criteria. 

CONTAMINATION COMPOUND CONC/UNITS AUUNITS SQL AFFECTED 
SOURCE/LEVEL SAMPLES I 

_j 

-
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DATA REVIEWWORKSHEETS 

SURROGATE SPIKE RECOVERIES 

All criteria were met _X_ 
Criteria were not mel 
and/or see below 

Laboratory performance of individual samples is established by evaluation of surrogate spike 
recoveries. All samples are spiked with surrogate compounds prior to sample analysis. The 
accuracy of the analysis is measured by the surrogate percent recovery. Since the effects of the 
sample matrix are frequently outside the control of the laboratory and may present relatively unique 
problems, the validation of data is frequently subjective and demands analytical expe1ience and 
professional judgment 
List the percent recoveries (%Rs) which do not meet the criteria for surrogate recovery. 
Matrix: solid/aqueous 

SAMPLE ID SURROGATE COMPOUND ACTION 
1,2-DCA DBFM TOL·d8 BFB 

_AII_surrogate_recoveries_within_laboratory_controUimits. __________ _ 

QC limits* (Aqueous) 
__ LL_to_UL_ _to__ __to__ __to__ __to __ 
QC Limits* (Solid-Low) 
__ LL_to_UL_ _to__ __to__ __to__ __to __ 
QC Limits* {Solid-Med) 
__ LL_to_UL_ _to__ __to__ __to__ __to __ 

1 ,2-DCA = 1 ,2-Dichloromethane-d4 
DBFM = Dibromofluoromethane 

TOL -d8 = T oluene-d8 
BFB = Bromofluorobenzene 

* QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper limit 
* If QC limits are not available, use limits of 80 - 120 % for aqueous and 70 - 130 % for 

solid samples. 

Actions: 

QUALITY %R< 10% %R= 10%- LL %R>UL 
Positive results J J J 
Nondetects results R UJ Accept 

Surrogate action should be applied: 
If one or more surrogate in the VOC fraction is out of specification, but has a recovery of> 1 0%. 
If anyone surrogate in a fraction shows < 1 0 % recovery. 
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DATA REVIF:WWORKSHEETS 

VII. A MATRIX SPIKE/MATRIX SPIKE DUPLICATE (MSJMSD) 

All criteria were met_X_ 
Criteria were not met 
and/or see below 

This data is generated to determine long term precision and accuracy in the analytical method for 
various matrices. This data alone cannot be used to evaluate the precision and accuracy of 
individual samples. If any % R in the MS or MSD falls outside the designated range, the reviewer 
should determine if there are matrix effects, i.e. LCS data are within the QC limits but MSJMSD 
data are outside QC limit 

1. MSJMSD Recoveries and Precision Criteria 
The laboratory should use one MS and a duplicate analysis of an unspiked field sample if target 
analytes are expected in the sample. If target analytes are not expected, MS/MSD should be 
analyzed. 

List the %Rs, RPD of the compounds which do not meet the criteria. 

Sample ID:_JB30109-9MS/-9MSD ___ _ Matrix/Levei:_Soil. __ _ 
Sample ID:_JB30082-2MS/-2MSD ___ _ Matrix/Levei:_Soil __ _ 

MS OR MSD COMPOUND % R RPD QC LIMITS ACTION 
JB301 09-9MS/-9MSD 
_MS Acetone ____ -8. ____ 10_-_198'----__ No_action. __ _ 
_ MSD 1 _______________ _ 

JB30082-2MS/-2MSD 
_MS Acetone. ____ -43 __ 46_10_-198/35 __ N.o_action __ _ 
_ MSD -148. ____________ _ 

Note: JB30082-2MS/-2MSD - no action due to high sample concentration relative to amount 
spiked. 
JB301 09-9MS/9MSD - no action due to matrix interferences 

* 
* 

Actions: 

QC limits are laboratory in-house performance criteria, LL = lower limit UL = upper limit 
If QC limits are not available, use limits of 70 - 130 %. 

QUALITY %R<LL %R>UL 
Positive results J J 
Nondetects results R Accept 

MSJMSD criteria apply only to the unspiked sample, its dilutions, and the associated MSJMSD 
samples: 

If the % R for the affected compounds were < LL (or 70 %), qualify positive results (J) and 
nondetects (UJ). 
If the% R for the affected compounds were> UL (or 130 %), only qualify positive results 
{J). 
If 25 % or more of all MSJMSD %R were < LL (or 70 %) or if two or more MS/MSD %Rs 
were < 1 0%, qualify all positive results (J) and reject nondetects (R). 

A separate worksheet should be used for each MSJMSD pair. 
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DATA REVIEWWORKSHEETS 

VII. B MATRIX SPIKE/MATRIX SPIKE DUPLICATE 

MSIMSD- Unspiked Compounds 

All criteria were met _X_ 
Criteria were not met 
and/or see below_ 

It should be noted that Region 2 SOP HW-24 does not specify a MS/MSD criteria for the unspiked 
compounds in the sample. A %RSD of< 50% has therefore been utilized as professional judgment 

If all target analytes were spiked in the MS/MSD, this review element is not applicable. 

List the %RSD of the compounds which do not meet the criteria. 

Sample ID: _________ _ MatrixJLevei/Unit: _____ _ 

COMPOUND SAMPLE MS CONC. MSD CONC. % RSD ACTION 
CONC. 

Actions: 

*If the% RSD > 50, qualify the positive result in the unspiked samples as estimated (J). 
*If the % RSD is not calculated (NC) due to nondetected value, use professional judgment to 
qualify the data. 
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DATA REVIEWWORKSHEETS 

All criteria were met_X_ 
Criteria were not met 
and/or see below_ 

VIII. LABORATORY CONTROL SAMPLE (LCS) ANALYSIS 

This data is generated to determine accuracy of the analytical method for various matrices. 

1. LCS Recoveries Criteria 

Where LCS spiked with the same analyte at the same concentrations as the MS/MSD? 
Yes or No. If no make note in data review memo. 
List the %R of compounds which do not meet the criteria 

LCSID COMPOUND %R QCLIMIT 

_Recoveries_within_laboratory_control_limits .. _____________ _ 

* 

* 

Actions: 

QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper 
limit. 
If QC limits are not available, use limits of 70 - 130 %. 

QUALITY %R<LL %R>UL 
Positive results J J 
Nondetects results R Accept 

All analytes in the associated sample results are qualified for the following criteria. 

If 25 % of the LCS recoveries were < LL (or 70 %}, qualify all positive results 0) and reject 
nondetects (R). 
If two or more LCS were below 10 %, qualify all positive results as (J) and reject 
nondetects (R). 

2. Frequency Criteria: 

Where LCS analyzed at the required frequency and for each matrix? Yes or No. 
If no, the data may be affected. Use professional judgment to determine the severity of the effect 
and qualify data accordingly. Discuss any actions below and list the samples affected. 
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DATA REVIEWWORKSHEETS 

IX. FIELD DUPLICATE PRECISION 

All cntena were met _N/A_ 
Criteria were not met 
and/or see below __ 

Sample IDs: Matrix:_-__ _ 

Field duplicates samples may be taken and analyzed as an indication of overall precision. These 
analyses measure both field and lab precision; therefore, the results may have more variability than 
laboratory duplicates which only laboratory performance. It is also expected that soil duplicate 
results will have a greater variance than water matrices due to difficulties associated with collecting 
identical field duplicate samples. 

The project OAPP should be reviewed for project-specific information. 
Suggested criteria: RPD ::!: 300k for aqueous samples, RPD ::!: 50 % for solid samples. If both 
samples and duplicate are <5 SQL, the RPD criteria is doubled. 

COMPOUND I SOL I SAMPLE CONC. I DUPLICATE CONC. I RPD I ACTION 
I I I I I 

No fieldnaboratory duplicate analyzed with this data package. Laboratory duplicate used to assess 
precision .. 

I I I I I 
I I I I I 

Actions: 

Qualify as estimated positive results (J} and nondetects (UJ} for the compound that exceeded the 
above criteria. For organics, only the sample and duplicate will be qualified. 

If an RPD cannot be calculated because one or both of the sample results is not detected, the 
following actions apply: 

If one sample result is not detected and the other is greater than 5x the SOL qualify (J/UJ}. 

If one sample value is not detected and the other is greater than 5x the SOL and the SOLs for the 
sample and duplicate are significantly different use professional judgment to determine if 
qualification is appropriate. 

If one sample value is not detected and the other is less than 5x, use professional judgment to 
determine if qualification is appropriate. 

If both sample and duplicate results are not detected, no action is needed. 
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DATA REVIEWWORKSHEETS 

All criteria were met _X_ 
Criteria were not met 
and/or see below 

X. INTERNAL STANDARD PERFORMANCE 

The assessment of the internal standard (IS) parameter is used to assist the data reviewer in 
determining the condition of the analytical instrumentation. 

List the internal standard area of samples which do not meet the criteria. 

* 
* 

Area of +1 00% or -50% of the IS area in the associated calibration standard. 
Retention time (RT) within 30 seconds of the IS area in the associated calibration 
standard. 

DATE SAMPLE ID IS OUT IS AREA ACCEPTABLE ACTION 
RANGE 

_lnternat_standard_area_within_laboratory_controUimits, ___________ _ 

Actions: 

1. IS actions should be applied to the compound quantitated with the out-of-control ISs 

QUALITY IS AREA< -25% IS AREA = -25 % IS AREA>+ 100% 
T0-50% 

Positive results J J J 
Nondetected results R UJ ACCEPT 

2. If a IS retention time varies more than 30 seconds, the chromatographic profile for that 
sample must be examined to determine if any false positive or negative exists. For 
shifts of a large magnitude, the reviewer may consider partial or total rejection of the 
data for the sample fraction. 

13 



DATA REVIEWWORKSHEETS 

XII. SAMPLE QUANTITATION 

All criteria were met_X_ 
Criteria were not met 
and/or see below_ 

The sample quantitation evaluation is to verify laboratory quantitation results. In the space below, 
please show a minimum of one sample calculation: 

JB30082-1 

Ethyl benzene 

[ 1 = (213134)(50)/(278855){1.309) 

= 29.2 ppb OK 

RF = 1.309 

14 



DATA REVIEWWORKSHEETS 

XII. QUANTITATION LIMITS 

A Dilution performed 

SAMPLE ID DILUTION FACTOR 

i 

~ 
B. Percent Solids 

List samples which have ~ 50 % solids 

Actions: 

All criteria were met_)(_ 
Criteria were not met 
and/or see below_ 

REASON FOR DILUTION 

If the% solids of a soil sample is 10·500k, estimate positive results (J) and nondetects (UJ} 

If the % solids of a soil sample is < 1 0%, estimate positive results (J} and reject nondetects 
(R) 
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DATA REVIEWWORKSHEETS 

Project Number:_JB30082r __ _ 
Date: 02/27 _ +28/2013 __ _ 

REVIEW OF VOLATILE ORGANIC PACKAGE 
The following guidelines for evaluating volatile organics were created to delineate required validation 
actions. This document will assist the reviewer in using professional judgment to make more informed 
decision and in better serving the needs of the data users. The sample results were assessed according to 
USEPA data validation guidance documents in the following order of precedence: USEPA Region 2, SOP 
HW-24, Standard Operating Procedure for the Validation of Organic Data Acquired using SW-846 Method 
82608 (August, 2009-Revision 2), the USEPA National Functional Guidelines for Low/Medium 
Concentration Organic Data Review (SOW SOM01.2 SOP HW-33, August 2009- Revision 2), the USEPA 
National Functional Guidelines for Organic Data Review for Low Concentration Water (SOP HW-13, August, 
2009-Revision 3). Also, QC criteria from "Test Methods for Evaluating Solid Waste, Physical/Chemical 
Methods SW-846 (Final Update Ill, December 1996)," specifically for Methods 8000/8015C are utilized. The 
QC criteria and data validation actions listed on the data review worksheets are from the primary guidance 
document, unless otherwise noted. 
The hardcopied (laboratory name) _Accutest data package received has been 
reviewed and the quality control and performance data summarized. The data review for VOCs included: 

Lab. Project/SDG No.: _JB30082. _____ _ Sample matrix: _Soil ___ _ 
No. of Samples: 5. ________ _ 

Trip blank No.: -----------------------­
Field blank No.:----------------------
Equipment blank No.: ____________________ _ 
Field duplicate No.: _____________________ _ 

_ X_ Data Completeness 
_X_ Holding Times 
_N/A_ GCJMS Tuning 
_N/A_Internal Standard Performance 
_X_ Blanks 
_X_ Surrogate Recoveries 
_X_ Matrix Spike/Matrix Spike Duplicate 

_X_ Laboratory Control Spikes 
_X_ Field Duplicates 
_X_ Calibrations 
_X_ Compound Identifications 
_X_ Compound Quantitation 
_X_ Quantitation Limits 

Overall Comments:_Selected_alcohols_(methanol_and_isopropyl_alcohol}_by _SW846-8015C _ 
_(DAI}, _____________________ _ 

Definition of Qualifiers: 
J- Estimated results 
U- Compound not detected 

R- Reject~ da 
UJ- Estim d nd 

Reviewer:_·..;._t---+----r-----------
Date:_04114/2 3 ______ _ 
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DATA REVIEWWORKSHEETS 

DATA COMPLETENESS 

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED 
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DATA REVIEW WORKSHEETS 

HOLDING TIMES 

All criteria were met_X_ 
Criteria were not met 
and/or see below_ 

The objective of this parameter is to ascertain the validity of the results based on the holding time 
of the sample from time of collection to the time of analysis. 

Complete table for all samples and note the analysis and/or preservation not within criteria 

SAMPLE ID DATE SAMPLED DATE ANALYZED pH ACTION 
JB30082-1R 02/27/13 03/20/13 - Estimate positive results 
JB30082-2R 02/28/13 03/20/13 - (J) and nondetects (J) 
JB30082-3R 02/28/13 03/20/13 -
JB30082-2RMSD 02/28/13 03/20/13 -
JB30082-2RMS 02/28/13 03/20/13 -

Criteria 

Aqueous samples -14 days from sample collection for preserved samples (pH .:5, 2, 4°C), no air 
bubbles. 
Aqueous samples - 7 days from sample collection for unpreserved samples, 4°C, no air bubbles. 
Soil samples- 7 days from sample collection. 
Cooler temperature (Criteria: 4! 2 °C): 4°C - OK 

Actions 

If the VOCs vial(s) have air bubbles, estimate positive results (J) and reject nondetects (R). 
If the% solids of soil samples is 10-50%, estimates positive results (J) and nondetects (UJ) 
If the% solid of soil samples is< 10%, estimate positive results (J) and reject nondetects (R). 
If holding times are exceeded but < 14 days beyond criteria, estimate positive results (J) and 
nondetects (UJ). 
If holding times are exceeded but< 28 days beyond criteria, estimate positive results (J) and reject 
nondetects (R). 
If holding times are grossly exceeded (> 28 days beyond criteria), reject all results (R). 
If samples were not iced or if the ice were melted (> 100C), estimate positive results {J} and 
nondetects (UJ). 
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DATA REVIEWWORKSHEETS 

GC/MS TUNING 

All criteria were met _NIA_ 
Criteria were not met see below_ 

The assessment of the tuning results is to determine if the sample instrumentation is within the 
standard tuning QC limits 

_N/A_ The BFB performance results were reviewed and found to be within the specified criteria. 

_N/A_ BFB tuning was performed for every 12 hours of sample analysis. 

If no, use professional judgment to determine whether the associated data should be accepted, 
qualified or rejected. 

List the samples affected: 

If mass calibration is in error, all associated data are rejected. 
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DATA REVIEW WORKSHEETS 

CALIBRATION VERIFICATION 

All criteria were met_X_ 
Criteria were not met 
and/or see below_ 

Compliance requirements for satisfactory instrument calibration are established to ensure that the 
instrument is capable of producing and maintaining acceptable quantitative data. 

Date of initial calibration: 09/24/12. ______ _ 
Dates of continuing calibration:_03/20/13 ______ _ 
Instrument ID numbers: GCGH _______ _ 
Matrix/Levei:_Aqueous/medium ________ _ 

DATE LAB FILE CRITERIA OUT COMPOUND SAMPLES 
ID# RFs, %RSD, %D, r AFFECTED 

Initial and continuing calibration meets method specific requirements in at least one of the two 
signals. 

Criteria 

All RFs must be > 0.05 regardless of method requirements for SPCC. 
All %RSD must be :5. 15 % regardless of method requirements for CCC. 
All %Ds must be :5. 20% regardless of method requirements for CCC. 
It should be noted that Region 2 SOP HW-24 does not specify criterion for the curve correlation 
coefficient (r). A limit for r of~ 0.995 has therefore been utilized as professional judgment 

Actions 

If any compound has an initial RF or a continuing RF of< 0.05, estimate positive results {J) and 
reject nondetects (R), regardless of method requirements. 
If any compound has a %RSD > 15%, estimate positive results (J) and use professional judgment 
to qualify nondetects. 
If any compound has a %RSD > 90%, estimate positive results (J) and reject nondetects (R). 
If any compound has a% D > 200k, estimate positive results (J) and reject nondetects (R). 
If any compound has a% D > 20%, estimate positive results (J) and nondetects (UJ). 
If any compound has a% D > 900k, estimate positive results (J) and reject nondetects (R). 
If any compound has r > 0.995, estimate positive results and nondetects. 

A separate worksheet should be filled for each initial curve 
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DATA REVIEW WORKSHEETS 

VA. BLANK ANALYSIS RESULTS (Sections 1 & 2) 

All criteria were met_NIA_ 
Criteria were not mel 
and/or see below __ 

The assessment of the blank analysis results is to determine the existence and magnitude of 
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with 
the samples, including trip, equipment, and laboratory blanks. If problems with any blanks exist all 
data associated with the case must be carefully evaluated to determine whether or not there is an 
inherent variability in the data for the case, or if the problem is an isolated occurrence not affecting 
other data. 

List the contamination in the blanks below. High and low levels blanks must be treated separately. 

laboratory blanks 

DATE 
ANALVZED 

LABID LEVEU 
MATRIX 

COMPOUND CONCENTRATION 
UNITS 

__ AII_method_blank_meeth_method_specific_criteria. ____________ _ 

FieldlEquipmentrrrip blank 

DATE 
ANALVZED 

LABID LEVEU COMPOUND 
MATRIX 

CONCENTRATION 
UNITS 

_No_fieldltrip/equipmenLblanks_analyzed_with_this_data_package. _______ _ 
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DATA REVIEW WORKSHEETS 

VB. BLANK ANALYSIS RESULTS (Section 3) 

Blank Actions 

All criteria were met _NIA_ 
Criteria were not met 
and/or see below_ 

Action Levels (ALs) should be based upon the highest concentration of contaminant determined in 
any blank. Do not qualify any blank with another blank. The ALs for samples which have been 
diluted should be corrected for the sample dilution factor and/or % moisture, where applicable. No 
positive sample results should be reported unless the concentration of the compound in the 
samples exceeds the ALs: 

ALs = 1 Ox the amount of common contaminants (methylene chloride, acetone, 2-butanone, and 
toluene) 
ALs = 5x for any other compounds 

Specific actions are as follows: 

If the concentration is < sample quantitation limit (SQL) and ~ AL, report the compound as not 
detected (U) at the SQL. 
If the concentration is~ SQL but~ AL, report the compound as not detected (U) at the reported 
concentration. 
If the concentration is~ SQL and > AL, report the concentration unqualified. 

Notes: 

High and low level blanks must be treated separately 
Compounds qualified "U" for blank contamination are still considered "hits" when qualifying for 
calibration criteria. 

CONTAMINATION COMPOUND CONC/UNITS AUUNITS SQL AFFECTED 
SOURCE/LEVEL SAMPLES 
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DATA REVIEW WORKSHEETS 

SURROGATE SPIKE RECOVERIES 

All criteria were met_X_ 
Criteria were not met 
and/or see below 

Laboratory performance of individual samples is established by evaluation of surrogate spike 
recoveries. All samples are spiked with surrogate compounds prior to sample analysis. The 
accuracy of the analysis is measured by the surrogate percent recovery. Since the effects of the 
sample matrix are frequently outside the control of the laboratory and may present relatively unique 
problems, the validation of data is frequently subjective and demands analytical experience and 
professional judgment. 
List the percent recoveries {%Rs) which do not meet the criteria for surrogate recovery. 
Matrix: solid/aqueous 

SAMPLE ID SURROGATE COMPOUND ACTION 
Hexanol 

_AII_surrogate_recoveries_and_retention_times_within_laboratory_controUimits, ____ _ 

QC Limits* (Aqueous) 
__ LL_to_UL_ _to__ __to__ __to__ __to __ 
QC Limits* (Solid~Low) 
__ LL_to_UL_ _to__ __to__ __to__ __to __ 
QC Limits* {Solid-Med) 
__ LL_to_UL_ _to__ __to__ __to__ __to __ 

1 ,2-DCA = 1 ,2-Dichloromethane-d4 TOL ~dB =Toluene-dB 
DBFM = Dibromofluoromethane BFB = Bromofluorobenzene 

* QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper limit. 
* If QC limits are not available, use limits of 80- 120 o/o for aqueous and 70- 130 o/o for 

solid samples. 

Actions: 

QUALITY o/oR < 10% o/oR = 1 Oo/o - LL o/oR> UL 
Positive results J J J 
Nondetects results R UJ Accept 

Surrogate action should be applied: 
If one or more surrogate in the VOC fraction is out of specification, but has a recovery of> 1 Oo/o. 

If any one surrogate in a fraction shows < 1 0 o/o recovery. 
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DATA REVIEWWORKSHEETS 

All criteria were met_X_ 
Criteria were not met 
and/or see below __ 

VII. A MATRIX SPIKE/MATRIX SPIKE DUPLICATE (MSJMSD) 

This data is generated to determine long term precision and accuracy in the analytical method for 
various matrices. This data alone cannot be used to evaluate the precision and accuracy of 
individual samples. If any % R in the MS or MSD falls outside the designated range, the reviewer 
should determine if there are matrix effects, i.e. LCS data are within the QC limits but MSJMSD 
data are outside QC limit. 

1. MSJMSD Recoveries and Precision Criteria 

The laboratory should use one MS and a duplicate analysis of an unspiked field sample if target 
analytes are expected in the sample: If target analytes are not expected, MS/MSD should be 
analyzed. 

List the %Rs, RPD of the compounds which do not meet the criteria. 

Sample ID:_JB300832-2RMS/-2RMSD_ Matrix/Levei:_Soil _______ _ 

MSORMSD COMPOUND % R RPD QC LIMITS ACTION 

_MSJMSD_recoveries_and_RPD_within_laboratory_control_limits. ________ _ 

* 
* 

Actions: 

QC limits are laboratory in-house performance criteria, LL = lower limit UL = upper limit. 
If QC limits are not available, use limits of 70 - 130 %. 

QUALITY %R<LL %R>UL 
Positive results J J 
Nondetects results R Accept 

MSIMSD criteria apply only to the unspiked sample, its dilutions, and the associated MSJMSD 
samples: 

If the % R for the affected compounds were < LL (or 70 %), qualify positive results (J) and 
nondetects (UJ). 
If the% R for the affected compounds were> UL (or 130 %), only qualify positive results 
(J}. 
If 25 % or more of all MSJMSD %R were < LL (or 70 %) or if two or more MSJMSD %Rs 
were < 10%, qualify all positive results (J) and reject nondetects (R). 

A separate worksheet should be used for each MSJMSD pair. 
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DATA REVIEW WORKSHEETS 

VII. B MATRIX SPIKE/MATRIX SPIKE DUPLICATE 

MSIMSD- Unspiked Compounds 

All criteria were met _X_ 
Criteria were not met 
and/or see below 

It should be noted that Region 2 SOP HW-24 does not specify a MSIMSD criteria for the unspiked 
compounds in the sample. A %RSD of< 50% has therefore been utilized as professional judgment. 

If all target analytes were spiked in the MSIMSD, this review element is not applicable. 

List the o/oRSD of the compounds which do not meet the criteria. 

Sample ID:, _________ _ Matrix/Level/Unit: _____ _ 

COMPOUND SAMPLE MS CONC. MSD CONC. o/o RSD ACTION 
CONC. 

Actions: 

* If the o/o RSD > 50, qualify the positive result in the unspiked samples as estimated (J). 
* If the o/o RSD is not calculated (NC) due to nondetected value, use professional judgment to 
qualify the data. 
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DATA REVIEWWORKSHEETS 

All criteria were met_X_ 
Criteria were not met 
and/or see below 

VIII. LABORATORY CONTROL SAMPLE (LCS) ANALYSIS 

This data is generated to determine accuracy of the analytical method for various matrices. 

1. LCS Recoveries Criteria 

Where LCS spiked with the same analyte at the same concentrations as the MSIMSD? 
Yes or No. If no make note in data review memo. 
List the %R of compounds which do not meet the criteria 

LCSID COMPOUND %R QC LIMIT 

_Recoveries_within_laboratory_controUimits, _____________ _ 

* 

* 

Actions: 

QC limits are laboratory in-house performance criteria, Ll =lower limit, UL =upper 
limit. 
If QC limits are not available, use limits of 70 - 130 %. 

QUALITY %R<ll %R>Ul 
Positive results J J 
Nondetects results R Accept 

All analytes in the associated sample results are qualified for the following criteria. 

If 25 % of the LCS recoveries were < LL (or 70 %), qualify all positive results U} and reject 
nondetects (R). 
If two or more LCS were below 10 %, qualify all positive results as (J) and reject 
nondetects (R}. 

2. Frequency Criteria: 

Where LCS analyzed at the required frequency and for each matrix? Yes or No. 
If no, the data may be affected. Use professional judgment to determine the severity of the effect 
and qualify data accordingly. Discuss any actions below and list the samples affected. 
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DATA REVIEW WORKSHEETS 

IX. FIELD DUPLICATE PRECISION 

Sample IDs: 

All criteria were met _X_ 
Criteria were not mel 
and/or see below 

Matrix:_ Soil_ 

Field duplicates samples may be taken and analyzed as an indication of overall precision. These 
analyses measure both field and lab precision; therefore, the results may have more variability than 
laboratory duplicates which only laboratory performance. It is also expected that soil duplicate 
results will have a greater variance than water matrices due to difficulties associated with collecting 
identical field duplicate samples. 

The project QAPP should be reviewed for project-specific information. 
Suggested criteria: RPD :!: 30% for aqueous samples, RPD :t 50 % for solid samples. If both 
samples and duplicate are <5 SQL, the RPD criteria is doubled. 

COMPOUND SQL SAMPLE CONC. DUPLICATE CONC. RPD ACTION 

No field/laboratory duplicates analyzed for this data package. MS/MSD RPD used to assess 
precision. RPD within laboratory and generally acceptable control limits 

Actions: 

Qualify as estimated positive results (J) and nondetects (UJ) for the compound that exceeded the 
above criteria. For organics, only the sample and duplicate will be qualified. 

If an RPD cannot be calculated because one or both of the sample results is not detected, the 
following actions apply: 

If one sample result is not detected and the other is greater than 5x the SQL qualify (J/UJ}. 

If one sample value is not detected and the other is greater than 5x the SQL and the SQLs for the 
sample and duplicate are significantiy different, use professional judgment to determine if 
qualification is appropriate. 

If one sample value is not detected and the other is less than 5x, use professional judgment to 
determine if qualification is appropriate. 

If both sample and duplicate results are not detected, no action is needed. 
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DATA REVIEWWORKSHEEfS 

All criteria were met _N/A~ 
Criteria were not met 
and/or see below 

X. INTERNAL STANDARD PERFORMANCE 

The assessment of the internal standard (IS) parameter is used to assist the data reviewer in 
determining the condition of the analytical instrumentation. 

List the internal standard area of samples which do not meet the criteria. 

* 
* 

Area of +1 00% or -500k of the IS area in the associated calibration standard. 
Retention time (RD within 30 seconds of the IS area in the associated calibration 
standard. 

DATE SAMPLE ID IS OUT IS AREA ACCEPTABLE ACTION 
RANGE 

Actions: 

1. IS actions should be applied to the compound quantitated with the out-of-control ISs 

QUALITY IS AREA< -25% IS AREA :: -25 % ISAREA>+100% 
T0-50% 

Positive results J J J 
Nondetected results R UJ ACCEPT 

2. If a IS retention time varies more than 30 seconds, the chromatographic profile for that 
sample must be examined to determine if any false positive or negative exists. For 
shifts of a large magnitude, the reviewer may consider partial or total rejection of the 
data for the sample fraction. 
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DATA REVIEWWORKSHEITS 

XII. SAMPLE QUANTITATION 

All criteria were met _X_ 
Criteria were not met 
and/or see below_ 

The sample quantitation evaluation is to verify laboratory quantitation results. In the space below, 
please show a minimum of one sample calculation: 

JB30082-3R 

Methanol 

[ 1 = (11023)/(14.32) 

= 769.6 ppb OK 

RF = 14.32 

Note: JB30082-3R for Methanol: More than 40 % RPD for detected concentrations between the 
two GC columns. 
JB30082-1 R for Methanol: More than 40 % RPD for detected concentrations between the 
two GC columns 

Results for Methanol qualified. 
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DATA REVIEW WORKSHEETS 

XII. QUANTITATION LIMITS 

A Dilution performed 

SAMPLE ID DILUTION FACTOR 

-

B. Percent Solids 

List samples which have ~ 50 % solids 

Actions: 

All criteria were met _X_ 
Criteria were not met 
and/or see below _ 

REASON FOR DILUTION 

If the % solids of a soil sample is 1 0-500k, estimate positive results (J) and non detects (UJ) 

If the% solids of a soil sample is< 100k, estimate positive results (J) and reject nondetects 
(R) 
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DA-TA REVIEW WORKSHEETS 

Project Number:_JB30252. __ _ 
Date: 03/01/2013. __ 

REVIEW OF VOLATILE ORGANIC PACKAGE 
The following guidelines for evaluating volatile organics were created to delineate required validation 
actions. This document will assist the reviewer in using professional judgment to make more informed 
decision and in better serving the needs of the data users. The sample results were assessed according to 
USEPA data validation guidance documents in the following order of precedence: USEPA Region 2, SOP 
HW-24, Standard Operating Procedure for the Validation of Organic Data Acquired using SW-846 Method 
82608 (Augus~ 2009-Revision 2), the USEPA National Functional Guidelines for Low/Medium 
Concentration Organic Data Review (SOW SOM01.2 SOP HW-33, August 2009- Revision 2), the USEPA 
National Functional Guidelines for Organic Data Review for Low Concentration Water (SOP HW-13, August, 
2009-Revision 3}. Also, QC criteria from "Test Methods for Evaluating Solid Waste, Physical/Chemical 
Methods SW-846 (Final Update Ill, December 1996),» specifically for Methods 8000/82608 are utilized. The 
QC criteria and data validation actions listed on the data review worksheets are from the primary guidance 
document, unless otherwise noted. 
The hardoopied (laboratory name) _Accutest data package received has been 
reviewed and the quality control and performance data summarized. The data review for VOCs included: 

Lab. Project/SDG No.: _JB30252. _____ _ Sample matrix: _Soil. ___ _ 
No. of Samples: 1 ______ _ 

Trip blank No.: 
Field blank No.:----------------------
Equipment blank No.: _____________________ _ 
Field duplicate No.: __ -___________________ _ 

_ X_ Data Completeness 
_X_ Holding Times 
_X_ GC/MS Tuning 
_X_ Internal Standard Performance 
_X_ Blanks 
_X_ Surrogate Recoveries 
_X_ Matrix Spike/Matrix Spike Duplicate 

_X_ Laboratory Control Spikes 
_X_ Field Duplicates 
_X_ Calibrations 
_X_ Compound Identifications 
_X_ Compound Quantitation 
_X_ Quantitation Limits 

Overall Comments:_ Selected_ VOC's_by_SW846-8260B _________ _ 

Definition of Qualifiers: 
J- Estimated results 
U- Compound not detected 
R- Reject~d d 
UJ- Estin#e o 

Reviewer:___,_(..:._ 6+--___,!!.:;,.__-=+-'::....=...:::::_ _________ _ 

Date:_04/14/20 ·3 __ ..!......__ __ _ 
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DATA REVIEWWORKSHEETS 

DATA COMPLETENESS 

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED 
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DATA REVIEWWORKSHEETS 

HOLDING TIMES 

All criteria were met_x_ 
Criteria were not met 
and/or see below_ 

The objective of this parameter is to ascertain the validity of the results based on the holding time 
of the sample from time of collection to the time of analysis. 

Complete table for all samples and note the analysis and/or preservation not within criteria 

SAMPLE ID DATE SAMPLED DATE ANALYZED pH ACTION 

Sample analyzed within method recommended holding time. 

Criteria 

Aqueous samples - 14 days from sample collection for preserved samples (pH ~ 2, 4°C), no air 
bubbles. 
Aqueous samples - 7 days from sample collection for unpreserved samples, 4°C, no air bubbles. 
Soil samples- 7 days from sample collection. 
Cooler temperature {Criteria: 4 ::t 2 °C): 3.50C - OK 

Actions 

If the VOCs vial(s) have air bubbles, estimate positive results {J) and reject nondetects (R). 
If the % solids of soil samples is 10-50%, estimates positive results {J) and non detects (UJ) 
If the % solid of soil samples is < 1 OOk, estimate positive results (J) and reject nondetects (R}. 
If holding times are exceeded but < 14 days beyond criteria, estimate positive results (J) and 
nondetects (UJ). 
If holding times are exceeded but < 28 days beyond criteria, estimate positive results ( J) and reject 
nondetects {R). 
If holding times are grossly exceeded (> 28 days beyond criteria), reject all results (R). 
If samples were not iced or if the ice were melted (> 10°C), estimate positive results (J) and 
nondetects (UJ). 
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DATA REVIEWWORKSHEETS 

GC/MS TUNING 

All criteria were met _X_ 
Criteria were not met see below_ 

The assessment of the tuning results is to determine if the sample instrumentation is within the 
standard tuning QC limits 

_X_ The BFB performance results were reviewed and found to be within the specified criteria. 

_X_ BFB tuning was performed for every 12 hours of sample analysis. 

If no, use professional judgment to determine whether the associated data should be accepted, 
qualified or rejected. 

List the samples affected: 

If mass calibration is in error, all associated data are rejected. 
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DATA REVIEW WORKSHEETS 

CALIBRATION VERIFICATION 

All criteria were met _X_ 
Criteria were not mel 
and/or see below_ 

Compliance requirements for satisfactory instrument calibration are established to ensure that the 
instrument is capable of producing and maintaining acceptable quantitative data. 

Date of initial calibration: 01/07/13. ___ _ 
Dates of continuing calibration:_03/12/13. __ --,--_ 
Instrument ID numbers: GCMSY ___ _ 
Matrix/Levei:_Aqueous/low _______ _ 

DATE LAB FILE CRITERIA OUT COMPOUND SAMPLES 
10# RFs, %RSD, %0, r AFFECTED 

Initial and continuing calibration meet method specific requiremets 

Criteria 

All RFs must be > 0.05 regardless of method requirements for SPCC. 
All %RSD must be ~ 15 % regardless of method requirements for CCC. 
All %Ds must be ~ 20% regardless of method requirements for CCC. 
It should be noted that Region 2 SOP HW~24 does not specify criterion for the curve correlation 
coefficient (r). A limit for r of?: 0.995 has therefore been utilized as professional judgment 

Actions 

If any compound has an initial RF or a continuing RF of < 0.05, estimate positive results {J) and 
reject nondetects (R), regardless of method requirements. 
If any compound has a %RSD > 15%, estimate positive results (J) and use professional judgment 
to qualify nondetects. 
If any compound has a %RSD > 90%, estimate positive results (J) and reject nondetects (R). 
If any compound has a o/o D > 20%, estimate positive results {J) and reject nondetects (R). 
If any compound has a% D > 200AI, estimate positive results (J) and nondetects (UJ). 
If any compound has a o/o D > 90%, estimate positive results (J) and reject nondetects (R). 
If any compound has r > 0.995, estimate positive results and nondetects. 

A separate worksheet should be filled for each initial curve 
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DATA REVIEWWORKSHEEfS 

VA BLANK ANALYSIS RESULTS (Sections 1 & 2) 

All criteria were met _NIA_ 
Criteria were not met 
and/or see below 

The assessment of the blank analysis results is to determine the existence and magnitude of 
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with 
the samples, including trip, equipment, and laboratory blanks. If problems with any blanks exist all 
data associated with the case must be carefully evaluated to determine whether or not there is an 
inherent variability in the data for the case, or if the problem is an isolated occurrence not affecting 
other data. 

List the contamination in the blanks below. High and low levels blanks must be treated separately. 

Laboratory blanks 

DATE 
ANALYlED 

LABID LEVEU 
MATRIX 

COMPOUND CONCENTRATION 
UNITS 

_AII_method_blank_meet_method_specific_criteria~------ ____ _ 

Field[Equipment/Trip blank 

DATE 
ANALYlED 

LABID LEVEU COMPOUND 
MATRIX 

CONCENTRATION 
UNITS 

_No_field/equipmentltrip_blanks_analyzed_with_this_data_package. _______ _ 
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DATA REVIEW WORKSHEETS 

V B. BLANK ANALYSIS RESULTS (Section 3) 

Blank Actions 

All criteria were met _NJA_ 
Criteria were no! mel 
and/or see below_ 

Action Levels (ALs) should be based upon the highest concentration of contaminant determined in 
any blank. Do not qualify any blank with another blank. The ALs for samples which have been 
diluted should be corrected for the sample dilution factor and/or % moisture, where applicable. No 
positive sample results should be reported unless the concentration of the compound in the 
samples exceeds the ALs: 

Als = 1 Ox the amount of common contaminants (methylene chloride, acetone, 2-butanone, and 
toluene) 
ALs = 5x for any other compounds 

Specific actions are as follows: 

If the concentration is < sample quantitation limit {SQL) and~ Al, report the compound as not 
detected (U) at the SQL. 
If the concentration is ?:. SQL but ~ AL, report the compound as not detected (U) at the reported 
concentration. 
If the concentration is ?:. SQL and > AL, report the concentration unqualified. 

Notes: 

High and low level blanks must be treated separately 
Compounds qualified "U" for blank contamination are still considered "hits" when qualifying for 
calibration criteria. 

CONTAMINATION COMPOUND CONC/UNITS AUUNITS SQL AFFECTED 
SOURCE/LEVEL SAMPLES 

-

-
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DATA REVIEWWORKSHEITS 

SURROGATE SPIKE RECOVERIES 

All criteria were met _X_ 
Criteria were not met 
and/or see below 

Laboratory performance of individual samples is established by evaluation of surrogate spike 
recoveries. All samples are spiked with surrogate compounds prior to sample analysis. The 
accuracy of the analysis is measured by the surrogate percent recovery. Since the effects of the 
sample matrix are frequentiy outside the control of the laboratory and may present relatively unique 
problems, the validation of data is frequentiy subjective and demands analytical experience and 
professional judgment. 
List the percent recoveries (%Rs) which do not meet the criteria for surrogate recovery. 
Matrix: solid/aqueous 

SAMPLE ID SURROGATE COMPOUND ACTION 
1,2-DCA DBFM TOL·d8 BFB 

_AII_surrogate_recoveries_within_laboratory_control_limits_except_for_QC_sample: ___ _ 

_ JB30950-2MS/-2MSD ___ 47/50 ____________ No_action_ 

Note: no action; qc sample. 

QC Limits* (Aqueous) 
__ LL_to_UL_ _to__ __to__ __to__ __to __ 
QC Limits* (Solid-Low) 
__ LL_to_UL_ _to__ _70_to_130_ _to __ 
QC Limits* (Solid-Med) 
__ LL_to_UL_ _to__ __to__ __to __ 

1,2-DCA = 1,2-Dichloromethane-d4 TOL-d8 =Toluene-dB 
DBFM = Dibromofluoromethane BFB = Bromofluorobenzene 

* QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper limit. 
* If QC limits are not available, use limits of 80 - 120 % for aqueous and 70 - 130 % for 

solid samples. 

Actions: 

QUALITY %R< 10% %R= 10%- LL %R>UL 
Positive results J J J 
Nondetects results R I UJ Accept 

Surrogate action should be applied: 
If one or more surrogate in the VOC fraction is out of specification, but has a recovery of> 10%. 
If anyone surrogate in a fraction shows < 10% recovery. 
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DATA REVIEW WORKSHEETS 

VII. A MATRIX SPIKE/MATRIX SPIKE DUPLICATE (MS/MSD) 

All criteria were met _X_ 
Criteria were not met 
and/or see below 

This data is generated to determine long term precision and accuracy in the analytical method for 
various matrices. This data alone cannot be used to evaluate the precision and accuracy of 
individual samples. If any % R in the MS or MSD falls outside the designated range, the reviewer 
should determine if there are matrix effects, i.e. LCS data are within the QC limits but MS/MSD 
data are outside QC limit 

1. MSIMSD Recoveries and Precision Criteria 
The laboratory should use one MS and a duplicate analysis of an unspiked field sample if target 
analytes are expected in the sample. If target analytes are not expected, MS/MSD should be 
analyzed. 

List the %Rs, RPD of the compounds which do not meet the criteria. 

Sample ID:_JB30950-2MS/-2MSD ___ _ Matrix/Levei:_Soil __ _ 

MS OR MSD COMPOUND % R RPD QC LIMITS ACTION 
_MS ____ --'Acetone ____ .291 1 0_-_198 ___ Qualify_results _ 
_ MSD 268. ______________________ ___ 

Note: Results for Acetone in JB30252-1 qualified as estimated (J). 

* 
* 
Actions: 

QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper limit. 
If QC limits are not available, use limits of 70 - 130 %. 

QUALITY %R<LL %R>UL 
Positive results J J 
Nondetects results R Accept 

MS/MSD criteria apply only to the unspiked sample, its dilutions, and the associated MS/MSD 
samples: 

If the % R for the affected compounds were < LL (or 70 %), qualify positive results (J) and 
nondetects (UJ). 
If the% R for the affected compounds were> UL (or 130 %), only qualify positive results 
(J). 
If 25 % or more of all MSIMSD %R were < LL (or 70 %) or if two or more MS/MSD %Rs 
were < 10%, qualify all positive results (J) and reject nondetects (R). 

A separate worksheet should be used for each MSIMSD pair. 
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DATA REVIEW WORKSHEETS 

VII. B MATRIX SPIKE/MATRIX SPIKE DUPLICATE 

MSJMSD - Unspiked Compounds 

All criteria were mel_X_ 
Criteria were not met 
and/or see below_ 

It should be noted that Region 2 SOP HW-24 does not specify a MSJMSD criteria for the unspiked 
compounds in the sample. A %RSD of< 50% has therefore been utilized as professional judgment 

If all target analytes were spiked in the MSIMSD, this review element is not applicable. 

List the o/oRSD of the compounds which do not meet the criteria. 

Sample 10: _________ _ Matrix/Level/Unit: ______ _ 

COMPOUND SAMPLE MS CONC. MSD CONC. % RSD ACTION 
CONC. 

Actions: 

*If the% RSD >50, qualify the positive result in the unspiked samples as estimated (J). 
* If the % RSD is not calculated {NC) due to nondetected value, use professional judgment to 
qualify the data. 
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DATA REVI 'eN WORKSHEETS 

All criteria were met _x_ 
Criteria were not met 
and/or see below 

VIII. LABORATORY CONTROL SAMPLE (LCS) ANALYSIS 

This data is generated to determine accuracy of the analytical method for various matrices. 

1. LCS Recoveries Criteria 

Where LCS spiked with the same analyte at the same concentrations as the MS/MSD? 
Yes or No. If no make note in data review memo. 
List the %R of compounds which do not meet the criteria 

LCSID COMPOUND %R QC LIMIT 

_Recovelies_within_laboratory_control_limits., _____________ _ 

* 

* 

Actions: 

QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper 
limit 
If QC limits are not available, use limits of 70 - 130 %. 

QUALITY %R<LL %R>UL 
Positive results J J 
Nondetects results R Acce_pt 

All analytes in the associated sample results are qualified for the following criteria. 

If 25 % of the LCS recoveries were < LL (or 70 %), qualify all positive results 0) and reject 
nondetects (R). 
If two or more LCS were below 10 %, qualify all positive results as (J) and reject 
nondetects (R). 

2. Frequency Criteria: 

Where LCS analyzed at the required frequency and for each matrix? Yes or No. 
If no, the data may be affected. Use professional judgment to determine the severity of the effect 
and qualify data accordingly. Discuss any actions below and list the samples affected. 
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DATA REVIEW WORKSHEETS 

IX. FIELD DUPLICATE PRECISION 

All criteria were met _N/A_ 
Criteria were not met 
and/or see below __ 

Sample IDs: Matrix:_-__ _ 

Field duplicates samples may be taken and analyzed as an indication of overall precision. These 
analyses measure both field and lab precision; therefore, the results may have more variability than 
laboratory duplicates which only laboratory performance. It is also expected that soil duplicate 
results will have a greater variance than water matrices due to difficulties associated with collecting 
identical field duplicate samples. 

The project QAPP should be reviewed for project-specific information. 
Suggested criteria: RPD :t 300k for aqueous samples, RPD :t 50 % for solid samples. If both 
samples and duplicate are <5 SQL, the RPD criteria is doubled. 

COMPOUND SQL I SAMPLE CONC. I DUPLICATE CONC. RPD ACTION 
I I 

No fieldnaboratory duplicate analyzed with this data package. MSIMSD recoveries RPD used to 
assess precision. RPD within laboratory control limits 
I I 
I I 

Actions: 

Qualify as estimated positive results {J) and nondetects (UJ) for the compound that exceeded the 
above criteria. For organics, only the sample and duplicate will be qualified. 

If an RPD cannot be calculated because one or both of the sample results is not detected, the 
following actions apply: 

If one sample result is not detected and the other is greater than 5x the SQL qualify (J/UJ). 

If one sample value is not detected and the other is greater than 5x the SQL and the SQLs for the 
sample and duplicate are significanUy different use professional judgment to determine if 
qualification is appropriate. 

If one sample value is not detected and the other is less than 5x, use professional judgment to 
determine if qualification is appropriate. 

If both sample and duplicate results are not detected, no action is needed. 
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DATA REVIEWWORKSHEETS 

All criteria were met _X_ 
Criteria were not met 
and/or see below 

X. INTERNAL STANDARD PERFORMANCE 

The assessment of the internal standard (IS) parameter is used to assist the data reviewer in 
determining the condition of the analytical instrumentation. 

List the internal standard area of samples which do not meet the criteria. 

* 
* 

Area of +1000/0 or -50% of the IS area in the associated calibration standard. 
Retention time (RT) within 30 seconds of the IS area in the associated calibration 
standard. 

DATE SAMPLE ID IS OUT IS AREA ACCEPTABLE ACTION 
RANGE 

_lntemal_standard_area_within_laboratory_control_limits, ___________ _ 

Actions: 

1. IS actions should be applied to the compound quantitated with the out-of-control ISs 

QUALITY IS AREA< -25% IS AREA = -25 % IS AREA>+ 1000/o 
T0-500/0 

Positive results J J J 
Nondetected results R UJ ACCEPT 

2. If a IS retention time varies more than 30 seconds, the chromatographic profile for that 
sample must be examined to determine if any false positive or negative exists. For 
shifts of a large magnitude, the reviewer may consider partial or total rejection of the 
data for the sample fraction. 
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DATA REVIEWWORKSHEETS 

XII. SAMPLE QUANTITATION 

All criteria were met _X_ 
Criteria were not mel 
and/or see below 

The sample quantitation evaluation is to verify laboratory quantitation results. In the space below, 
please show a minimum of one sample calculation: 

JB30252-1 

Acetone 

[ 1 = (2995)(50)/(137213}(0.032} 

= 34.1 ppb OK 

RF= 0.032 

14 



DATA REVIEWWORKSHEETS 

XII. QUANTITATION LIMITS 

A. Dilution performed 

SAMPLEID DILUTION FACTOR 

r--

B. Percent Solids 

List samples which have ~ 50 % solids 

Actions: 

All criteria were met _x_ 
Criteria were not met 
and/or see below'_ 

REASON FOR DILUTION 

If the% solids of a soil sample is 1 0-SOOk, estimate positive results (J) and nondetects (UJ) 

If the % solids of a soil sample is < 1 0%, estimate positive results ( J) and reject nondetects 
(R) 
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DATA REVIEW WORKSHEETS 

Project Number:_JB30252r __ 
Date: 03/012013. ___ _ 

REVIEW OF VOLATILE ORGANIC PACKAGE 
The following guidelines for evaluating volatile organics were created to delineate required validation 
actions. This document will assist the reviewer in using professional judgment to make more informed 
decision and in better serving the needs of the data users. The sample results were assessed acoording to 
USEPA data validation guidance documents in the following order of precedence: USEPA Region 2, SOP 
HW-24, Standard Operating Procedure for the Validation of Organic Data Acquired using SW-846 Method 
82608 (August 2009-Revision 2), the USEPA National Functional Guidelines for Low/Medium 
Concentration Organic Data Review (SOW SOM01.2 SOP HW-33, August 2009- Revision 2), the USEPA 
National Functional Guidelines for Organic Data Review for Low Concentration Water (SOP HW-13, August, 
2009-Revision 3). Also, QC criteria from "Test Methods for Evaluating Solid Waste, Physical/Chemical 
Methods SW-846 (Final Update Ill, December 1996)," specifically for Methods 8000/8015C are utilized. The 
QC criteria and data validation actions listed on the data review worksheets are from the primary guidance 
document, unless otherwise noted. 
The hardcopied (laboratory name) _Accutest data package received has been 
reviewed and the quality control and performance data summarized. The data review for VOCs included: 

Lab. Project/SDG No.: _JB30252r _____ _ Sample matrix: _Soil. ___ _ 
No. of Samples: 1 _______ _ 

Trip blank No.: ----------------------­
Field blank No.:-----------------------
Equipment blank No.: ____________________ _ 
Field duplicate No.: _____________________ _ 

_ X_ Data Completeness 
_X_ Holding Times 
_N/A_ GCIMS Tuning 
_N/A_Internal Standard Performance 
_X_ Blanks 
_X_ Surrogate Recoveries 
_X_ Matrix Spike/Matrix Spike Duplicate 

_X_ Laboratory Control Spikes 
_X_ Field Duplicates 
_X_ Calibrations 

Compound Identifications 
_X_ Compound Quantitation 
_X_ Quantitation Limits 

Overall Comments:_Selected_alcohols_(methanol_and_isopropyl_alcohol)_by _SW846-8015C _ 
_(DAI). _____________________ _ 

Definition of Qualifiers: 
J- Estimated results 
U- Compound not detected 
R- Rejected data 

UJ-. Estim~11-no e1 t ;J j _!_ 
Rev1ewer:._~((--=-I)_+=:...;;;..,]..__~----~-:.J~~-~'-----··--·-------
Date:_04/15/201 . _____ _ 
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DATA REVIEWWORKSHEITS 

DATA COMPLETENESS 

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED 
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DATA REVIEWWORKSHEETS 

HOLDING TIMES 

All criteria were met __ 
Criteria were not met 
and/or see below _x_ 

The objective of this parameter is to ascertain the validity of the results based on the holding time 
of the sample from time of collection to the time of analysis. 

Complete table for all samples and note the analysis and/or preservation not within criteria 

SAMPLE ID DATE SAMPLED DATE ANALYZED pH ACTION 
JB30252r-1 R 03/01/13 03/20/13 - Estimate positive results 

- (J) and nondetects (J) 
-
-
-

Criteria 

Aqueous samples - 14 days from sample collection for preserved samples (pH ~ 2, 4°C), no air 
bubbles. 
Aqueous samples- 7 days from sample collection for unpreserved samples, 4°C, no air bubbles. 
Soil samples- 7 days from sample collection. 
Cooler temperature (Criteria: 4 :t 2 °C): 3.50C - OK 

Actions 

If the VOCs vial(s} have air bubbles, estimate positive results {J} and reject nondetects {R). 
If the % solids of soil samples is 10-50%, estimates positive results (J) and nondetects (UJ) 
If the % solid of soil samples is < 10%, estimate positive results ( J} and reject non detects {R). 
If holding times are exceeded but < 14 days beyond criteria, estimate positive results (J) and 
nondetects (UJ). 
If holding times are exceeded but< 28 days beyond criteria, estimate positive results (J) and reject 
nondetects (R). 
If holding times are grossly exceeded (> 28 days beyond criteria), reject all results (R). 
If samples were not iced or if the ice were melted (> 100C), estimate positive results (J) and 
nondetects (UJ}. 
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DATA REVIEWWORKSHEETS 

GCIMS TUNING 

All criteria were met _NIA_ 
Criteria were not met see below_ 

The assessment of the tuning results is to determine if the sample instrumentation is within the 
standard tuning QC limits 

_N/A_ The BFB performance results were reviewed and found to be within the specified criteria. 

_N/A_ BFB tuning was performed for every 12 hours of sample analysis. 

If no, use professional judgment to determine whether the associated data should be accepted, 
qualified or rejected. 

List the samples affected: 

If mass calibration is in error, all associated data are rejected. 
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DATA REVIEWWORKSHEITS 

CALIBRATION VERIFICATION 

All criteria were met _x_ 
Criteria were not met 
and/or see below 

Compliance requirements for satisfactory instrument calibration are established to ensure that the 
instrument is capable of producing and maintaining acceptable quantitative data. 

Date of initial calibration: 09/24/1 _______ _ 
Dates of continuing calibration:_03/20/13 ______ _ 
Instrument ID numbers: GCGH _______ _ 
Matrix/Levei:_Aqueous/medium. ________ _ 

DATE LAB FILE CRITERIA OUT COMPOUND SAMPLES 
ID# RFs, %RSD, %D, r AFFECTED 

Initial and continuing calibration meets method specific requirements in at least one of the two 
signals. 

Criteria 

All RFs must be > 0.05 regardless of method requirements for SPCC. 
All %RSD must be ~ 15% regardless of method requirements for CCC. 
All %Ds must be~ 20% regardless of method requirements for CCC. 
It should be noted that Region 2 SOP HW-24 does not specify criterion for the curve correlation 
coefficient (r). A limit for r of~ 0.995 has therefore been utilized as professional judgment 

Actions 

If any compound has an initial RF or a continuing RF of< 0.05, estimate positive results (J) and 
reject nondetects (R), regardless of method requirements. 
If any compound has a %RSD > 15%, estimate positive results (J) and use professional judgment 
to qualify nondetects. 
If any compound has a %RSD > 90%, estimate positive results (J) and reject nondetects (R). 
If any compound has a % 0 > 20%, estimate positive results (J) and reject nondetects (R). 
If any compound has a% D > 20%, estimate positive results {J) and nondetects (UJ). 
If any compound has a% D > 900k, estimate positive results (J) and reject nondetects (R). 
If any compound has r > 0.995, estimate positive results and nondetects. 

A separate worksheet should be filled for each initial curve 
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DATA REVIEWWORKSHEETS 

VA. BLANK ANALYSIS RESULTS (Sections 1 & 2) 

All criteria were met _NIA_ 
Criteria were not mel 
and/or see below __ 

The assessment of the blank analysis results is to determine the existence and magnitude of 
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with 
the samples, including trip, equipment, and laboratory blanks. If problems with any blanks exist, all 
data associated with the case must be carefully evaluated to determine whether or not there is an 
inherent variability in the data for the case, or if the problem is an isolated occurrence not affecting 
other data. 

List the contamination in the blanks below. High and low levels blanks must be treated separately. 

Laboratory blanks 

DATE 
ANALVZED 

LABID LEVEU 
MATRIX 

COMPOUND CONCENTRATION 
liN ITS 

_AII_method_blank_meeth_method_specific_criteria. ____________ _ 

Field[EquipmentiTrip blank 

DATE 
ANALVZED 

LABID LEVEU COMPOUND 
MATRIX 

CONCENTRA llON 
UNITS 

_No_field/trip/equipment_blanks_analyzed_with_this_data_package .. _______ _ 
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DATA REVIEWWORKSHEITS 

V B. BLANK ANALYSIS RESULTS {Section 3) 

Blank Actions 

All criteria were met _NIA_ 
Criteria were not met 
and/or see below_ 

Action Levels (ALs) should be based upon the highest concentration of contaminant determined in 
any blank. Do not qualify any blank with another blank. The ALs for samples which have been 
diluted should be corrected for the sample dilution factor and/or % moisture, where applicable. No 
positive sample results should be reported unless the concentration of the compound in the 
samples exceeds the ALs: 

ALs = 1 Ox the amount of common contaminants (methylene chloride, acetone, 2·butanone, and 
toluene) 
ALs = 5x for any other compounds 

Specific actions are as follows: 

If the concentration is < sample quantitation limit (SOL) and ~ AL, report the compound as not 
detected (U} at the SOL. 
If the concentration is !: SOL but ~ AL, report the compound as not detected (U) at the reported 
concentration. 
If the concentration is !: SOL and > AL, report the concentration unqualified. 

Notes: 

High and low level blanks must be treated separately 
Compounds qualified "U" for blank contamination are still considered "hits" when qualifying for 
calibration criteria. 

CONTAMINATION COMPOUND CONC/UNITS AL/UNITS SOL AFFECTED 
SOURCE/lEVEL SAMPLES 

-
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DATA REVIEWWORKSHEETS 

SURROGATE SPIKE RECOVERIES 

All criteria were met _x_ 
Criteria were not met 
and/or see below_ 

Laboratory performance of individual samples is established by evaluation of surrogate spike 
recoveries. All samples are spiked with surrogate compounds prior to sample analysis. The 
accuracy of the analysis is measured by the surrogate percent recovery. Since the effects of the 
sample matrix are frequently outside the control of the laboratory and may present relatively unique 
problems, the validation of data is frequently subjective and demands analytical experience and 
professional judgment 
List the percent recoveries (%Rs) which do not meet the criteria for surrogate recovery. 
Matrix: solid/aqueous 

SAMPLEID SURROGATE COMPOUND ACTION 
Hexanol 

_AII_surrogate_recoveries_and_retention_times_within_laboratory_controUimits. ____ _ 

QC Limits* (Aqueous) 
__ LL_to_UL_ _to __ 
QC Limits* (Solid-Low) 
__ LL_to_UL_ _to __ 
QC Limits* (Solid-Med) 
__ LL_to_UL_ _to __ 

1 ,2-DCA = 1 ,2-Dichloromethane-d4 
DBFM = Dibromofluoromethane 

_to__ __to__ __to __ 

_to__ __to__ __to __ 

_to__ __to__ __to __ 

TOL-d8 =Toluene-dB 
BFB = Bromofluorobenzene 

* QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper limit. 
* If QC limits are not available, use limits of 80- 120% for aqueous and 70- 130% for 

solid samples. 

Actions: 

QUALITY %R< 10% %R= 10%-LL %R>UL 
Positive results J J J 
Nondetects results R UJ Accept 

Surrogate action should be applied: 
If one or more surrogate in the VOC fraction is out of specification, but has a recovery of > 1 0%. 

If any one surrogate in a fraction shows < 10% recovery. 
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DATA REVIEW WORKSHEETS 

All criteria were met _X_ 
Criteria were not met 
and/or see below __ 

VII. A MATRIX SPIKE/MATRIX SPIKE DUPLICATE (MS/MSD) 

This data is generated to determine long term precision and accuracy in the analytical method for 
va1ious matrices. This data alone cannot be used to evaluate the precision and accuracy of 
individual samples. If any % R in the MS or MSD falls outside the designated range, the reviewer 
should determine if there are matrix effects, i.e. LCS data are within the QC limits but MS/MSD 
data are outside QC limit. 

1. MS/MSD Recoveries and Precision Criteria 

The laboratory should use one MS and a duplicate analysis of an unspiked field sample if target 
analytes are expected in the sample. If target analytes are not expected, MS/MSD should be 
analyzed. 

List the %Rs, RPD of the compounds which do not meet the criteria. 

Sample ID:_JB30082-2RMS/-2RMSD_ Matrix/Levei:_Soil. ______ _ 

MSORMSD COMPOUND % R RPD QC LIMITS ACTION 

_MSIMSD_recoveries_and_RPD_within_laboratory_control_limits. ________ _ 

* 
* 
Actions: 

QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper limit. 
If QC limits are not available, use limits of 70 - 130 %. 

QUALITY %R<LL %R>UL 
Posi·~ve results J J 
Nondetects results R Accept 

MS/MSD criteria apply only to the unspiked sample, its dilutions, and the associated MS/MSD 
samples: 

If the % R for the affected compounds were < LL (or 70 %}, qualify positive results (J) and 
nondetects (UJ). 
If the% R for the affected compounds were> UL (or 130 %), only qualify positive results 
(J). 
If 25 % or more of all MS/MSD %R were < LL (or 70 %) or if two or more MS/MSD %Rs 
were < 10%, qualify all positive results (J) and reject nondetects {R). 

A separate worksheet should be used for each MSIMSD pair. 
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DATA REVIEWWORKSHEETS 

VII. B MATRIX SPIKE/MATRIX SPIKE DUPLICATE 

MSIMSD- Unspiked Compounds 

All criteria were met _X_ 
Criteria were not met 
and/or see below 

It should be noted that Region 2 SOP HW-24 does not specify a MS/MSD criteria for the unspiked 
compounds in the sample. A %RSD of< 50% has therefore been utilized as professional judgment. 

If all target analytes were spiked in the MSIMSD, this review element is not applicable. 

List the o/oRSD of the compounds which do not meet the criteria. 

Sample ID: _________ _ Matrix/Level/Unit: ______ _ 

COMPOUND SAMPLE MSCONC. MSD CONC. % RSD ACTION 
CONC. 

Actions: 

*If the% RSD > 50, qualify the positive result in the unspiked samples as estimated (J). 
* If the o/o RSD is not calculated (NC) due to nondetected value, use professional judgment to 
qualify the data. 
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DATA REVIEWWORKSHEETS 

All criteria were met _x_ 
Criteria were not met 
and/or see below_ 

VIII. LABORATORY CONTROL SAMPLE (LCS) ANALYSIS 

This data is generated to determine accuracy of the analytical method for various matrices. 

1. LCS Recoveries Criteria 

Where LCS spiked with the same analyte at the same concentrations as the MSIMSD? 
Yes or No. If no make note in data review memo. 
List the %R of compounds which do not meet the criteria 

LCSID COMPOUND %R QC LIMIT 

_Recoveries_within_laboratory_controUimits _____________ _ 

* 

* 
Actions: 

QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper 
limit 
If QC limits are not available, use limits of 70- 130 %. 

QUALITY %R<LL %R>UL 
Positive results J J 
Nondetects results R Accept 

All analytes in the associated sample results are qualified for the following criteria. 

If 25 % of the LCS recoveries were < LL (or 70 %), qualify all positive results 0) and reject 
nondetects (R). 
If two or more LCS were below 1 0 %, qualify all positive results as (J) and reject 
nondetects (R). 

2. Frequency Criteria: 

Where LCS analyzed at the required frequency and for each matrix? Yes or No. 
If no, the data may be affected. Use professional judgment to determine the seve1ity of the effect 
and qualify data accordingly. Discuss any actions below and list the samples affected. 
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DATA REVIEWWORKSHEETS 

IX. FIELD DUPLICATE PRECISION 

Sample IDs: -----

AU criteria were met_X_ 
Criteria were not met 
and/or see below 

Matrix:_Soil __ 

Field duplicates samples may be taken and analyzed as an indication of overall precision. These 
analyses measure both field and lab precision; therefore, the results may have more variability than 
laboratory duplicates which only laboratory performance. It is also expected that soil duplicate 
results will have a greater variance than water matrices due to difficulties associated with collecting 
identical field duplicate samples. 

The project QAPP should be reviewed for project-specific information. 
Suggested criteria: RPD :!:: 300A, for aqueous samples, RPD :!:: 50 % for solid samples. If both 
samples and duplicate are <5 SOL, the RPD criteria is doubled. 

COMPOUND SQL SAMPLE CONC. DUPLICATE CONC. RPD ACTION 

No fieldnaboratory duplicates analyzed for this data package. MSIMSD RPD used to assess 
precision. RPD within laboratory and generally acceptable control limits 

Actions: 

Qualify as estimated positive results (J) and nondetects (UJ) for the compound that exceeded the 
above criteria. For organics, only the sample and duplicate will be qualified. 

If an RPD cannot be calculated because one or both of the sample results is not detected, the 
following actions apply: 

If one sample result is not detected and the other is greater than 5x the SQL qualify (J/UJ). 

If one sample value is not detected and the other is greater than 5x the SQL and the SOLs for the 
sample and duplicate are significantly different, use professional judgment to determine if 
qualification is appropriate. 

If one sample value is not detected and the other is less than 5x, use professional judgment to 
determine if qualification is appropriate. 

If both sample and duplicate results are not detected, no action is needed. 
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DATA REVIEW WORKSHEETS 

All criteria were met _NIA_ 
Criteria were not mel 
and/or see below_ 

X. INTERNAL STANDARD PERFORMANCE 

The assessment of the internal standard (IS) parameter is used to assist the data reviewer in 
determining the condition of the analytical instrumentation. 

List the internal standard area of samples which do not meet the criteria. 

* 
* 

Area of +100% or -500A> of the IS area in the associated calibration standard. 
Retention time (RT) within 30 seconds of the IS area in the associated calibration 
standard. 

DATE SAMPLEID IS OUT IS AREA ACCEPTABLE ACTION 
RANGE 

Actions: 

1. IS actions should be applied to the compound quantitated with the out-of-control ISs 

QUALITY IS AREA< -25% IS AREA = -25 % IS AREA> +100% 
T0-50% 

Positive results J J J 
Nondetected results R UJ ACCEPT 

2. If a IS retention time varies more than 30 seconds, the chromatographic profile for that 
sample must be examined to determine if any false positive or negative exists. For 
shifts of a large magnitude, the reviewer may consider partial or total rejection of the 
data for the sample fraction. 
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DATA REVIEWWORKSHEETS 

XII. SAMPLE QUANTITATION 

All criteria were met _X_ 
Criteria were not mei 
and/or see below 

The sample quantitation evaluation is to verify laboratory quantitation results. In the space below, 
please show a minimum of one sample calculation: 

JB30252r-1 R 

Methanol 

[ 1 = (18504)/(14.32) 

= 1292ppb OK 

RF = 14.32 
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DATA REVIEW WORKSHEETS 

XII. QUANTITATION LIMITS 

A Dilution performed 

SAMPLE ID DILUTION FACTOR 

,---

B. Percent Solids 

List samples which have~ 50 % solids 

Actions: 

All criteria were met _X_ 
Criteria were not met 
and/or see below_ 

REASON FOR DILUTION 

If the % solids of a soil sample is 10-50%, estimate positive results (J) and nondetects (UJ) 

If the % solids of a soil sample is < 10%, estimate positive results ( J) and reject nondetects 
(R) 
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.!DATA REVIEWWORKSHEETS 

Project Number:_JB30345 __ _ 
Date: 03/01/2013. __ 

REVIEW OF VOLATILE ORGANIC PACKAGE 
The following guidelines for evaluating volatile organics were created to delineate required validation 
actions. This document will assist the reviewer in using professional judgment to make more informed 
decision and in better serving the needs of the data users. The sample results were assessed according to 
USEPA data validation guidance documents in the following order of precedence: USEPA Region 2, SOP 
HW-24, Standard Operating Procedure for the Validation of Organic Data Acquired using SW-846 Method 
82608 (August, 2009-Revision 2), the USEPA National Functional Guidelines for Low/Medium 
Concentration Organic Data Review (SOW SOM01.2 SOP HW-33, August 2009- Revision 2), the USEPA 
National Functional Guidelines for Organic Data Review for Low Concentration Water (SOP HW-13, August, 
2009-Revision 3). Also, QC criteria from "Test Methods for Evaluating Solid Waste, Physical/Chemical 
Methods SW-846 (Final Update Ill, December 1996)," specifically for Methods 8000/82608 are utilized. The 
QC criteria and data validation actions listed on the data review worksheets are from the primary guidance 
documen~ unless otherwise noted. 
The hardcopied (laboratory name) _Accutest data package received has been 
reviewed and the quality control and performance data summarized. The data review for VOCs included: 

Lab. Project/SDG No.: _JB30345. _____ _ Sample matrix: _Soil, ___ _ 
No. of Samples: 1 _______ _ 

Trip blank No.: 
Field blank No.:----------------------
Equipment blank No.: ____________________ _ 
Field duplicate No.: __ -___________________ _ 

_X_ Data Completeness 
_X_ Holding Times 
_X_ GC/MS Tuning 
_X_ Internal Standard Performance 
_X_ Blanks 
_X_ Surrogate Recoveries 
_X_ Matrix Spike/Matrix Spike Duplicate 

_ X_ Laboratory Control Spikes 
_X_ Field Duplicates 
_X_ Calibrations 
_X_ Compound Identifications 

Compound Quantitation 
_X_ Quantitation Limits 

Overall Comments:_ Selected_ VOC's_by_SW846-8260B _________ _ 
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DATA REVIEW WORKSHEETS 

DATA COMPLETENESS 

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED 
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DATA REVIEW WORKSHEETS 

HOLDING TIMES 

All criteria were met _X_ 
Criteria were not met 
and/or see below_ 

The objective of this parameter is to ascertain the validity of the results based on the holding time 
of the sample from time of collection to the time of analysis. 

Complete table for all samples and not~ the analysis and/or preservation not within criteria 

SAMPLE ID DATE SAMPLED DATE ANALYZED pH ACTION 

s .. 
amp e analyze w1 m me o recommen e o mg me. d th thd d d h ld ti 

Criteria 

Aqueous samples- 14 days from sample collection for preserved samples (pH~ 2, 4°C), no air 
bubbles. 
Aqueous samples - 7 days from sample collection for unpreserved samples, 4°C, no air bubbles. 
Soil samples,. 7 days from sample collection. 
Cooler temperature (Criteria: 4::!: 2 °C}: 2.50C - OK 

Actions 

If the VOCs vial(s) have air bubbles, estimate positive results (J) and reject nondetects (R). 
If the % solids of soil samples is 1 0-50%, estimates positive results ( J) and non detects (UJ) 
If the% solid of soil samples is < 10%, estimate positive results {J) and reject non detects (R). 
If holding times are exceeded but < 14 days beyond criteria, estimate positive results (J) and 
nondetects (UJ). 
If holding times are exceeded but< 28 days beyond criteria, estimate positive results {J} and reject 
nondetects (R). 
If holding times are grossly exceeded (> 28 days beyond criteria), reject all results (R). 
If samples were not iced or if the ice were melted (> 10°C), estimate positive results (J} and 
nondetects (UJ). 
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DATA REVIEW WORKSHEETS 

GCIMS TUNING 

All criteria were met _X_ 
Criteria were not met see below_ 

The assessment of the tuning results is to determine if the sample instrumentation is within the 
standard tuning QC limits 

_X_ The BFB performance results were reviewed and found to be within the specified criteria. 

_X_ BFB tuning was performed for every 12 hours of sample analysis. 

If no, use professional judgment to determine whether the associated data should be accepted, 
qualified or rejected. 

List the samples affected: 

If mass calibration is in error, all associated data are rejected. 
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DATA REVIEW WORKSHEETS 

CALIBRATION VERIFICATION 

All criteria were met _x~ 
Criteria were not met 
and/or see below _X_ 

Compliance requirements for satisfactory instrument calibration are established to ensure that the 
instrument is capable of producing and maintaining acceptable quantitative data. 

Date of initial calibration: 02/20/13_02/22/13_ 
Dates of continuing calibration:_03/12/13_03/12/13_ 
Instrument ID numbers: GCMSA_GCMSE_ 
Matrix/Levei:_Aqueousnow _______ _ 

DATE LAB FILE CRITERIA OUT COMPOUND 
ID# RFs, %RSD, %0, r 

1 GCMSA 
. 03/12/13 cc7222-20 -20.7 Acetone 

Note: Result for acetone qualified as estimated (J) in affected sample. 

Criteria 

All RFs must be > 0.05 regardless of method requirements for SPCC. 
All %RSD must be ~ 15 % regardless of method requirements for CCC. 
All %Ds must be ~ 200k regardless of method requirements for CCC. 

SAMPLES 
AFFECTED 

JB30345-1 

It should be noted that Region 2 SOP HW-24 does not specify criterion for the curve correlation 
coefficient (r). A limit for r of?. 0.995 has therefore been utilized as professional judgment 

Actions 

If any compound has an initial RF or a continuing RF of < 0.05, estimate positive results (J) and 
reject nondetects (R), regardless of method requirements. 
If any compound has a %RSD > 15%, estimate positive results (J) and use professional judgment 
to qualify nondetects. 
If any compound has a %RSD > 90%, estimate positive results {J) and reject nondetects (R). 
If any compound has a% D > 20%, estimate positive results (J) and reject nondetects (R). 
If any compound has a% D > 20%, estimate positive results (J) and nondetects (UJ). 
If any compound has a% D > 90%, estimate positive results (J) and reject nondetects (R). 
If any compound has r > 0.995, estimate positive results and nondetects. 

A separate worksheet should be filled for each initial curve 
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DATA REVIEWWORKSHEETS 

VA. BLANK ANALYSIS RESULTS (Sections 1 & 2) 

All criteria were mei_NlA_ 
Criteria were not met 
andfor see below __ 

The assessment of the blank analysis results is to determine the existence and magnitude of 
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with 
the samples, including trip, equipment and laboratory blanks. If problems with any blanks exist, all 
data associated with the case must be carefully evaluated to determine whether or not there is an 
inherent variability in the data for the case, or if the problem is an isolated occurrence not affecting 
other data. 

list the contamination in the blanks below. High and low levels blanks must be treated separately. 

Laboratory blanks 

DATE 
ANALYlED 

LABID LEVEU 
MATRIX 

COMPOUND CONCENTRATION 
UNITS 

_AII_method_blank_meet_method_specific_criteria'-------- ____ _ 

Field£Equipment!Trip blank 

DATE 
ANALYlED 

LABID LEVEU COMPOUND 
MATRIX 

CONCENTRATION 
UNITS 

_No_field/equipmentltrip_blanks_analyzed_with_this_data_package. _______ _ 
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DATA REVIEW WORKSHEETS 

V B. BLANK ANALYSIS RESULTS (Section 3) 

Blank Actions 

All cliteria were met _jJ/A~ 
Criteria were not met 
and/or see below 

Action Levels (ALs) should be based upon the highest concentration of contaminant determined in 
any blank. Do not qualify any blank with another blank. The ALs for samples which have been 
diluted should be corrected for the sample dilution factor and/or % moisture, where applicable. No 
positive sample results should be reported unless the concentration of the compound in the 
samples exceeds the ALs: 

ALs = 10x the amount of common contaminants (methylene chloride, acetone, 2-butanone, and 
toluene) 
ALs = 5x for any other compounds 

Specific actions are as follows: 

If the concentration is < sample quantitation limit (SQL) and ~ AL, report the compound as not 
detected (U) at the SQL. 
If the concentration is ?:. SQL but ~ AL, report the compound as not detected (U) at the reported 
concentration. 
If the concentration is ?:. SQL and > AL, report the concentration unqualified. 

Notes: 

High and low level blanks must be treated separately 
Compounds qualified "U" for blank contamination are still considered "hits" when qualifying for 
calibration criteria. 

CONTAMINATION COMPOUND CONC/UNITS AUUNITS SQL AFFECTED 
SOURCE/LEVEL SAMPLES 

-
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DATA REVIEW WORKSHEETS 

SURROGATE SPIKE RECOVERIES 

All criteria were met _x__ 
Criteria were not met 
and/or see below 

laboratory performance of individual samples is established by evaluation of surrogate spike 
recoveries. All samples are spiked with surrogate compounds prior to sample analysis. The 
accuracy of the analysis is measured by the surrogate percent recovery. Since the effects of the 
sample matrix are frequentJy outside the control of the laboratory and may present relatively unique 
problems, the validation of data is frequentiy subjective and demands analytical experience and 
professional judgment. 
list the percent recoveries (%Rs) which do not meet the criteria for surrogate recovery. 
Matrix: solid/aqueous 

SAMPLEID SURROGATE COMPOUND ACTION 
1,2-0CA OBFM TOL·d8 BFB 

_AII_surrogate_recoveries_within_laboratory_control_limits. __________ _ 

Note: no action; qc sample. 

QC limits* (Aqueous) 
__ ll_to_UL_ 
QC limits* (Solid-low) 
__ ll_to_Ul_ 
QC limits* (Solid-Med) 
__ ll_to_Ul_ _to __ 

_to__ __to __ 

_70_to_130_ _to __ 

_to__ __to__ __to __ 

1 ,2-DCA = 1 ,2-Dichloromethane-d4 TOl-d8 = T oluene-d8 
DBFM = Dibromo1luoromethane BFB = Bromofluorobenzene 

* QC limits are laboratory in-house performance criteria, Ll = lower limit Ul = upper limit. 
* If QC limits are not available, use limits of 80 - 120 % for aqueous and 70 - 130 % for 

solid samples. 

Actions: 

QUALITY %R< 10% %R= 10%-ll o/oR>Ul 
Positive results J J J 
Nondetects results R UJ Accept 

Surrogate action should be applied: 
If one or more surrogate in the VOC fraction is out of specification, but has a recovery of> 1 OOk. 
If anyone surrogate in a fraction shows < 10 % recovery. 
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DATA REVIEWWORKSHEETS 

All criteria were met _x_ 
Criteria were not met 
and/or see below __ 

VII. A MATRIX SPIKE/MATRIX SPIKE DUPLICATE (MS/MSD) 

This data is generated to determine long term precision and accuracy in the analytical method for 
various matrices. This data alone cannot be used to evaluate the precision and accuracy of 
individual samples. If any % R in the MS or MSD falls outside the designated range, the reviewer 
should determine if there are matrix effects, i.e. LCS data are within the QC limits but MSIMSD 
data are outside QC limit. 

1. MS/MSD Recoveries and Precision Criteria 
The laboratory should use one MS and a duplicate analysis of an unspiked field sample if target 
analytes are expected in the sample. If target analytes are not expected, MS/MSD should be 
analyzed. 

List the %Rs, RPD of the compounds which do not meet the criteria. 

Sample ID:_JB30917-2MS/-2MSD ___ _ Matrix/Levei:_Soil. __ _ 

MSORMSD COMPOUND % R RPD QC LIMITS ACTION 

_MS/MSD_recoveries_and_RPD_within_laboratory_control_limits ________ _ 

* 
* 
Actions: 

QC limits are laboratory in-house performance criteria, LL = lower limit UL = upper limit 
If QC limits are not available, use limits of 70 - 130 %. 

QUALITY %R<LL %R>UL 
Positive results J J 
Nondetects results R Accept 

MS/MSD criteria apply only to the unspiked sample, its dilutions, and the associated MS/MSD 
samples: 

If the % R for the affected compounds were < LL {or 70 %), qualify positive results (J) and 
nondetects (UJ). 
If the % R for the affected compounds were> UL (or 130 %), only qualify positive results 
(J). 
If 25% or more of all MSIMSD %R were< LL {or 70 %) or if two or more MSIMSD %Rs 
were < 1 0%, qualify all positive results (J) and reject nondetects (R). 

A separate worksheet should be used for each MS/MSD pair. 
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DATA REVIEWWORKSHEETS 

VII. 8 MATRIX SPIKE/MATRIX SPIKE DUPLICATE 

MSIMSD- Unspiked Compounds 

All criteria were met __x_ 
Criteria were not met 
and/or see below_ 

It should be noted that Region 2 SOP HW-24 does not specify a MS/MSD criteria for the unspiked 
compounds in the sample. A %RSD of < 50% has therefore been utilized as professional judgment. 

If all target analytes were spiked in the MS/MSD, this review element is not applicable. 

List the %RSD of the compounds which do not meet the criteria. 

Sample ID: _________ _ Matrix/Level/Unit:. ______ _ 

COMPOUND SAMPLE MS CONC. MSD CONC. % RSD ACTION 
CONC. 

Actions: 

*If the% RSD >50, qualify the positive result in the unspiked samples as estimated (J). 
* If the % RSD is not calculated (NC) due to nondetected value, use professional judgment to 
qualify the data. 

10 



DATA REVIEWWORKSHEETS 

All criteria were met _X_ 
Criteria were not met 
and/or see below_ 

VIII. LABORATORY CONTROL SAMPLE (LCS) ANALYSIS 

This data is generated to determine accuracy of the analytical method for various matrices. 

1. LCS Recoveries Criteria 

Where LCS spiked with the same analyte at the same concentrations as the MSJMSD? 
Yes or No. If no make note in data review memo. 
List the %R of compounds which do not meet the criteria 

LCSID COMPOUND %R QC LIMIT 

_Recoveries_within_laboratory_control_limits. _____________ _ 

* 

* 

Actions: 

QC limits are laboratory in-house performance criteria, LL = lower limit UL = upper 
limit. 
If QC limits are not available, use limits of 70 - 130 %. 

QUALITY o/oR<LL %R>UL 
Positive results J J 
Nondetects results R Accept 

All analytes in the associated sample results are qualified for the following criteria. 

If 25 % of the LCS recoveries were < LL (or 70 %), qualify all positive results U) and reject 
nondetects (R). 
If two or more LCS were below 1 0 %, qualify all positive results as (J) and reject 
nondetects (R). 

2. Frequency Criteria: 

Where LCS analyzed at the required frequency and for each matrix? Yes or No. 
If no, the data may be affected. Use professional judgment to determine the severity of the effect 
and qualify data accordingly. Discuss any actions below and list the samples affected. 
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DATA REVIEWWORKSHEETS 

IX. FIELD DUPLICATE PRECISION 

All cnteria were met _N!A_ 
Criteria were not mel 
and/or see below __ 

Sample IDs: Matrix:_-__ _ 

Field duplicates samples may be taken and analyzed as an indication of overall precision. These 
analyses measure both field and lab precision; therefore, the results may have more variability than 
laboratory duplicates which only laboratory performance. It is also expected that soil duplicate 
results will have a greater variance than water matrices due to difficulties associated with collecting 
identical field duplicate samples. 

The project QAPP should be reviewed for project-specific information. 
Suggested criteria: RPD .:!: 30% for aqueous samples, RPD .:!: 50 % for solid samples. If both 
samples and duplicate are <5 SQL, the RPD criteria is doubled. 

COMPOUND SQL SAMPLE CONC. DUPLICATE CONC. RPD ACTION 

No field/laboratory duplicate analyzed with this data package. MSIMSD recoveries RPD used to 
assess precision. RPD within laboratory control limits 

Actions: 

Qualify as estimated positive results (J) and nondetects (UJ) for the compound that exceeded the 
above criteria. For organics, only the sample and duplicate will be qualified. 

If an RPD cannot be calculated because one or both of the sample results is not detected, the 
following actions apply: 

If one sample result is not detected and the other is greater than 5x the SQL qualify (J/UJ). 

If one sample value is not detected and the other is greater than 5x the SQL and the SQLs for the 
sample and duplicate are significantly different, use professional judgment to determine if 
qualification is appropriate. 

If one sample value is not detected and the other is less than 5x, use professional judgment to 
determine if qualification is appropriate. 

If both sample and duplicate results are not detected, no action is needed. 
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DATA REVIEWWORKSHEETS 

All criteria were met_X_ 
Criteria were not met 
and/or see below 

X. INTERNAL STANDARD PERFORMANCE 

The assessment of the internal standard {IS) parameter is used to assist the data reviewer in 
determining the condition of the analytical instrumentation. 

List the internal standard area of samples which do not meet the criteria. 

* 
* 

Area of +100% or ~500A, of the IS area in the associated calibration standard. 
Retention time (RT) within 30 seconds of the IS area in the associated calibration 
standard. 

DATE SAMPLE ID IS OUT IS AREA ACCEPTABLE ACTION 
RANGE 

_lnternal_standard_area_within_laboratory_control_limits. ___________ _ 

Actions: 

1. IS actions should be applied to the compound quantitated with the out~of~controiiSs 

QUALITY IS AREA< -25% IS AREA = -25 % IS AREA>+ 100% 
T0-50% 

Positive results J J J 
Nondetected results R UJ ACCEPT 

2. If a IS retention time varies more than 30 seconds, the chromatographic profile for that 
sample must be examined to determine if any false positive or negative exists. For 
shifts of a large magnitude, the reviewer may consider partial or total rejection of the 
data for the sample fraction. 
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DATA REVIEWWORKSHEETS 

XII. SAMPLE QUANTITATION 

All criteria were met _X_ 
Criteria were not met 
and/or see below 

The sample quantitation evaluation is to verify laboratory quantitation results. In the space below, 
please show a minimum of one sample calculation: 

JB30345-1 

Acetone 

[ ] = (17560)(50)/(189870)(0.082) 

= 56.37 ppb OK 

RF = 0.082 
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DATA REVIEW WORKSHEETS 

XII. QUANTITATION LIMITS 

A Dilution performed 

SAMPLE ID DILUTION FACTOR 

1----

B. Percent Solids 

List samples which have :::_ 50 % solids 

Actions: 

All criteria were met_X_ 
Criteria were not met 
and/or see below_ 

REASON FOR DILUTION 

If the % solids of a soil sample is 1 0-500k, estimate positive results (J) and nondetects (UJ} 

If the % solids of a soil sample is < 10%, estimate positive results (J) and reject nondetects 
(R} 
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DATA REVIEWWORKSHEETS 

Project Number:_JB30345r __ 
Date: 03/02/2013 ___ _ 

REVIEW OF VOLATILE ORGANIC PACKAGE 
The following guidelines for evaluating volatile organics were created to delineate required validation 
actions. This document will assist the reviewer in using professional judgment to make more informed 
decision and in better serving the needs of the data users. The sample results were assessed according to 
USEPA data validation guidance documents in the following order of precedence: USEPA Region 2, SOP 
HW-24, Standard Operating Procedure for the Validation of Organic Data Acquired using SW-846 Method 
82608 (August, 2009-Revision 2), the USEPA National Functional Guidelines for Low/Medium 
Concentration Organic Data Review (SOW SOM01.2 SOP HW-33, August 2009- Revision 2), the USEPA 
National Functional Guidelines for Organic Data Review for Low Concentration Water (SOP HW-13, August, 
2009-Revision 3). Also, QC criteria from "Test Methods for Evaluating Solid Waste, Physical/Chemical 
Methods SW-846 {Final Update Ill, December 1996),n specifically for Methods 8000/8015C are utilized. The 
QC criteria and data validation actions listed on the data review worksheets are from the primary guidance 
document, unless otherwise noted. 
The hardcopied (laboratory name) _Accutest data package received has been 
reviewed and the quality control and performance data summarized. The data review for VOCs included: 

Lab. Project/SDG No.: _JB30345r _____ _ Sample matrix: _Soil ___ _ 
No. of Samples: 1 _______ _ 

Trip blank No.: ----------------------­
Field blank No.:----------------------
Equipment blank No.: ____________________ _ 
Field duplicate No.: _____________________ _ 

_X_ Data Completeness 
_X_ Holding Times 
_NIA_ GCJMS Tuning 
_NIA_Internal Standard Performance 
_X_ Blanks 
_X_ Surrogate Recoveries 
_X_ Matrix Spike/Matrix Spike Duplicate 

_ X_ Laboratory Control Spikes 
_X_ Field Duplicates 
_X_ Calibrations 
_X_ Compound Identifications 
_X_ Compound Quantitation 
_X_ Quantitation Limits 

Overall Comments:_Selected_alcohols_(methanol_and_isopropyl_alcohol)_by_SW846-8015C _ 
_ (DAI) _____________________ _ 

Definition of Qualifiers: 
J,. Estimated results 
U- Compound not detected 
R- Rejec??atd ata 
UJ- Estimat on 

Reviewer:_-+-. .....;._;'-f-:..;:__;""+----+----------
Date:_04/15/2013 _____ _ 
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DATA REVIEWWORKSHEETS 

DATA COMPLETENESS 

MISSING INFORMATION DATE LAB. CONTACTED DATE RECEIVED 
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DATA REVIEWWORKSHEETS 

HOLDING TIMES 

All critena were met 
Criteria were not mel 
and/or see below _X_ 

The objective of this parameter is to ascertain the validity of the results based on the holding time 
of the sample from time of collection to the time of analysis. 

Complete table for all samples and note the analysis and/or preservation not within criteria 

SAMPLE ID DATE SAMPLED DATE ANALYZED pH ACTION I 

JB30345r-1 R 03/02/13 03/20/13 - Estimate positive results I 

- (J) and nondetects (J} 
-
-
-

Criteria 

Aqueous samples - 14 days from sample collection for preserved samples (pH ::£ 2, 4°C), no air 
bubbles. 
Aqueous samples - 7 days from sample collection for unpreserved samples, 4°C, no air bubbles. 
Soil samples- 7 days from sample collection. 
Cooler temperature (Criteria: 4 :t 2 °C): 3.5°C - 0 K 

Actions 

If the VOCs vial(s) have air bubbles, estimate positive results (J) and reject nondetects (R). 
If the % solids of soil samples is 1 0-50%, estimates positive results ( J) and nondetects (UJ) 
lfthe% solid of soil samples is< 10%, estimate positive results (J) and reject nondetects (R). 
If holding times are exceeded but < 14 days beyond criteria, estimate positive results (J) and 
nondetects (UJ). 
If holding times are exceeded but < 28 days beyond criteria, estimate positive results (J) and reject 
nondetects (R). 
If holding times are grossly exceeded (> 28 days beyond criteria), reject all results (R). 
If samples were not iced or if the ice were melted {> 1 0°C}, estimate positive results (J) and 
nondetects (UJ). 
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DATA REVIEWWORKSHEETS 

GC/MS TUNING 

All criteria were met _NJA_ 
Cntena were not met see below 

The assessment of the tuning results is to determine if the sample instrumentation is within the 
standard tuning QC limits 

_N/A_ The BFB performance results were reviewed and found to be within the specified criteria. 

_N/A_ BFB tuning was performed for every 12 hours of sample analysis. 

If no, use professional judgment to determine whether the associated data should be accepted, 
qualified or rejected. 

List the samples affected: 

If mass calibration is in error, all associated data are rejected. 
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DATA REVIEWWORKSHEEfS 

CALIBRATION VERIFICATION 

All criteria were met _X_ 
Criteria were not met 
and/or see below 

Compliance requirements for satisfactory instrument calibration are established to ensure that the 
instrument is capable of producing and maintaining acceptable quantitative data. 

Date of initial calibration: 09/24/12 ______ _ 
Dates of continuing calibration:_03/20/13. ______ _ 
Instrument ID numbers: GCGH _______ _ 
Matrix/Levei:_Aqueous/medium. ________ _ 

DATE LAB FILE CRITERIA OUT COMPOUND SAMPLES 
10# RFs, %RSD, o/oD, r AFFECTED 

Initial and continuing calibration meets method specific requirements in at least one of the two 
signals. 

Criteria 

All RFs must be > 0.05 regardless of method requirements for SPCC. 
All %RSD must be ~ 15 o/o regardless of method requirements for CCC. 
All %Ds must be s 20% regardless of method requirements for CCC. 
It should be noted that Region 2 SOP HW-24 does not specify criterion for the curve correlation 
coefficient (r). A limit for r of~ 0.995 has therefore been utilized as professional judgment. 

Actions 

If any compound has an initial RF or a continuing RF of< 0.05, estimate positive results (J) and 
reject nondetects {R), regardless of method requirements. 
If any compound has a %RSD > 15%, estimate positive results (J) and use professional judgment 
to qualify nondetects. 
If any compound has a %RSD > 90%, estimate positive results (J) and reject nondetects (R}. 
If any compound has a o/o D > 20%, estimate positive results (J) and reject nondetects (R). 
If any compound has a% D > 200A>, estimate positive results (J) and nondetects (UJ). 
If any compound has a% D > 900A>, estimate positive results {J) and reject nondetects (R). 
If any compound has r > 0.995, estimate positive results and nondetects. 

A separate worksheet should be filled for each initial curve 
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DATA REVIEWWORKSHEETS 

VA. BLANK ANALYSIS RESULTS (Sections 1 & 2) 

All criteria were met _NIA_ 
Criteria were not met 
and/or see below 

The assessment of the blank analysis results is to determine the existence and magnitude of 
contamination problems. The criteria for evaluation of blanks apply only to blanks associated with 
the samples, including trip, equipment, and laboratory blanks. If problems with any blanks exist, all 
data associated with the case must be carefully evaluated to determine whether or not there is an 
inherent variability in the data for the case, or if the problem is an isolated occurrence not affecting 
other data. 

List the contamination in the blanks below. High and low levels blanks must be treated separately. 

Laboratory blanks 

DATE 
ANALYlED 

LABID LEVEU 
MATRIX 

COMPOUND CONCENTRATION 
UNITS 

_AII_method_blank_meeth_method_specific_criteria.__ ___________ _ 

Field[Equipmentffrip blank 

DATE 
ANALYlED 

LABID LEVEU COMPOUND 
MATRIX 

CONCENTRATION 
UNITS 

_No_fieldltrip/equipment_blanks_analyzed_with_this_data_package. _______ _ 
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DATA REVIEWWORKSHEETS 

V B. BLANK ANALYSIS RESULTS (Section 3) 

Blank Actions 

AU criteria were met_NIA_ 
Criteria were not met 
and/or see below_ 

Action levels (Als) should be based upon the highest concentration of contaminant determined in 
any blank. Do not qualify any blank with another blank. The Als for samples which have been 
diluted should be corrected for the sample dilution factor and/or o/o moisture, where applicable. No 
positive sample results should be reported unless the concentration of the compound in the 
samples exceeds the Als: 

Als = 1 Ox the amount of common contaminants (methylene chloride, acetone, 2-butanone, and 
toluene) 
Als = 5x for any other compounds 

Specific actions are as follows: 

If the concentration is < sample quantitat!on limit (SQL) and ~ Al, report the compound as not 
detected (U) at the SOL 
If the concentration is ~ SOL but ~ Al, report the compound as not detected (U) at the reported 
concentration. 
If the concentration is ~ SOL and > Al, report the concentration unqualified. 

Notes: 

High and low level blanks must be treated separately 
Compounds qualified "U" for blank contamination are still considered "hits" when qualifying for 
calibration criteria. 

CONTAMINATION COMPOUND CONC/UNITS AUUNITS SQL AFFECTED 
SOURCE/LEVEL SAMPLES 

-
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DATA REVIEWWORKSHEETS 

SURROGATE SPIKE RECOVERIES 

All criteria were met _x_ 
Criteria were not met 
and/or see below_ 

Laboratory petformance of individual samples is established by evaluation of surrogate spike 
recoveries. All samples are spiked with surrogate compounds prior to sample analysis. The 
accuracy of the analysis is measured by the surrogate percent recovery. Since the effects of the 
sample matrix are frequently outside the control of the laboratory and may present relatively unique 
problems, the validation of data is frequently subjective and demands analytical experience and 
professional judgment 
List the percent recoveries (o/oRs) which do not meet the criteria for surrogate recovery. 
Matrix: solid/aqueous 

SAMPLE ID SURROGATE COMPOUND ACTION 
Hexanol 

_AILsurrogate_recoveries_and_retention_times_within_laboratory_control_limits ____ _ 

QC Limits* (Aqueous) 
LL_to_UL _ _ to __ _to __ _to __ _ to 

QC Limits* {Solid-Low) 
LL_to_UL _ _ to __ _to __ _ to __ _to 

QC Limits* (Solid-Med) 
LL_to_UL _ _ to __ _to __ _to __ _ to 

1,2-DCA = 1,2-Dichloromethane-d4 TOL-d8 =Toluene-dB 
DBFM = Dibromofluoromethane BFB = Bromofluorobenzene 

* QC limits are laboratory in-house petformance criteria, LL = lower limit, UL = upper limit. 
* If QC limits are not available, use limits of 80- 120% for aqueous and 70 -130% for 

solid samples. 

Actions: 

QUALITY o/oR< 10% o/oR= 10%- LL o/oR>UL 
Positive results J J J 
Nondetects results R UJ Accept 

Surrogate action should be applied: 
If one or more surrogate in the VOC fraction is out of specification, but has a recovery of> 10%. 

If any one surrogate in a fraction shows < 1 0 o/o recovery. 
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DATA REVIEWWORKSHEETS 

All criteria were met_X_ 
Criteria were not met 
and/or see below __ 

VII. A MATRIX SPIKE/MATRIX SPIKE DUPLICATE (MS/MSD) 

This data is generated to determine long term precision and accuracy in the analytical method for 
various matrices. This data alone cannot be used to evaluate the precision and accuracy of 
individual samples. If any % R in the MS or MSD falls outside the designated range, the reviewer 
should determine if there are matrix effects, i.e. LCS data are within the QC limits but MSIMSD 
data are outside QC limit. 

1. MSIMSD Recoveries and Precision Criteria 

The laboratory should use one MS and a duplicate analysis of an unspiked field sample if target 
analytes are expected in the sample. If target analytes are not expected, MS/MSD should be 
analyzed. 

List the %Rs, RPD of the compounds which do not meet the criteria. 

Sample ID:_JB30082-2RMS/-2RMSD_ Matrix/Levei:_Soil, ______ _ 

MSORMSD COMPOUND % R RPD QC LIMITS ACTION 

_MSIMSD_recoveries_and_RPD_within_laboratory_control_limits, ________ _ 

* 
* 

Actions: 

QC limits are laboratory in-house performance criteria, LL =lower limit UL =upper limit. 
If QC limits are not available, use limits of 70 - 130 %. 

QUALITY %R<LL %R>UL 
Positive results J J 
Nondetects results R Accept 

MS/MSD criteria apply only to the unspiked sample, its dilutions, and the associated MS/MSD 
samples: 

If the % R for the affected compounds were < LL (or 70 %), qualify positive results (J) and 
nondetects (UJ). 
If the % R for the affected compounds were > UL (or 130 %), only qualify positive results 
(J). 
If 25 % or more of all MSIMSD %R were < LL (or 70 %) or if two or more MS/MSD %Rs 
were < 10%, qualify all positive results (J) and reject nondetects (R). 

A separate worksheet should be used for each MSIMSD pair. 
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DATA REVIEWWORKSHEETS 

VII. B MATRIX SPIKEJMATRIX SPIKE DUPLICATE 

MSIMSD- Unspiked Compounds 

All criteria were met _X_ 
Criteria were not met 
and/or see below 

It should be noted that Region 2 SOP HW-24 does not specify a MSJMSD criteria for the unspiked 
compounds in the sample. A %RSD of< 50% has therefore been utilized as professional judgment 

If all target analytes were spiked in the MSIMSD, this review element is not applicable. 

List the %RSD of the compounds which do not meet the criteria. 

Sample ID: _________ _ Matrix/Level/Unit _____ _ 

COMPOUND SAMPLE MSCONC. MSD CONC. % RSD ACTION 
CONC. 

Actions: 

*If the% RSD > 50, qualify the positive result in the unspiked samples as estimated (J). 
* If the % RSD is not calculated (NC) due to nondetected value, use professional judgment to 
qualify the data. 

10 



DATA REVIEWWORKSHEETS 

All criteria were met _X_ 
Criteria were not mel 
and/or see below_ 

VIII. LABORATORY CONTROL SAMPLE (LCS) ANALYSIS 

This data is generated to determine accuracy of the analytical method for various matrices. 

1. LCS Recoveries Criteria 

Where LCS spiked with the same analyte at the same concentrations as the MSIMSD? 
Yes or No. If no make note in data review memo. 
List the %R of compounds which do not meet the criteria 

LCSID COMPOUND %R QC LIMIT 

_Recoveries_within_laboratory_control_limits _____________ _ 

* 

* 

Actions: 

QC limits are laboratory in-house performance criteria, LL = lower limit, UL = upper 
limit. 
If QC limits are not available, use limits of 70 - 130 %. 

QUALITY %R<LL %R>UL 
Positive results J J 
Nondetects results R Accept 

All analytes in the associated sample results are qualified for the following criteria. 

If 25 % of the LCS recoveries were < LL {or 70 %), qualify all positive results 0) and reject 
nondetects (R). 
If two or more LCS were below 1 0 %, qualify all positive results as {J) and reject 
nondetects (R). 

2. Frequency Criteria: 

Where LCS analyzed at the required frequency and for each matrix? Yes or No. 
If no, the data may be affected. Use professional judgment to determine the severity of the effect 
and qualify data accordingly. Discuss any actions below and list the samples affected. 
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DATA REVIEWWORKSHEETS 

IX. FIELD DUPLICATE PRECISION 

Sample IDs: -----

All criteria were met _X_ 
Criteria were not mel 
and/or see below_ 

Matrix:_Soil_ 

Field duplicates samples may be taken and analyzed as an indication of overall precision. These 
analyses measure both field and lab precision; therefore, the results may have more variability than 
laboratory duplicates which only laboratory performance. It is also expected that soil duplicate 
results will have a greater variance than water matrices due to difficulties associated with collecting 
identical field duplicate samples. 

The project QAPP should be reviewed for project-specific information. 
Suggested criteria: RPD ± 30% for aqueous samples, RPD :!: 50 % for solid samples. If both 
samples and duplicate are <5 SQL, the RPD criteria is doubled. 

COMPOUND SQL SAMPLE CONC. DUPLICATE CONC. RPD ACTION 

No fieldAaboratory duplicates analyzed for this data package. MSIMSD RPD used to assess 
precision. RPD within laboratory and generally acceptable control limits 

Actions: 

Qualify as estimated positive results {J) and nondetects (UJ) for the compound that exceeded the 
above criteria. For organics, only the sample and duplicate will be qualified. 

If an RPD cannot be calculated because one or both of the sample results is not detected, the 
following actions apply: 

If one sample result is not detected and the other is greater than 5x the SQL qualify (J/UJ}. 

If one sample value is not detected and the other is greater than 5x the SQL and the SQLs for the 
sample and duplicate are significantJy different, use professional judgment to determine if 
qualification is appropriate. 

If one sample value is not detected and the other is less than 5x, use professional judgment to 
determine if qualification is appropriate. 

If both sample and duplicate results are not detected, no action is needed. 
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DATA REVIEWWORKSHEETS 

All criteria were met _N/A_ 
Criteria were not met 
andfor see below 

X. INTERNAL STANDARD PERFORMANCE 

The assessment of the internal standard (IS) parameter is used to assist the data reviewer in 
determining the condition of the analytical instrumentation. 

List the internal standard area of samples which do not meet the criteria. 

* 
* 

Area of +1 00% or -500k of the IS area in the associated calibration standard. 
Retention time (RT) within 30 seconds of the IS area in the associated calibration 
standard. 

DATE SAMPLEID IS OUT IS AREA ACCEPTABLE ACTION 
RANGE 

Actions: 

1. IS actions should be applied to the compound quantitated with the out-of-control ISs 

QUALITY IS AREA< -25% IS AREA = -25 % IS AREA> +100% 
T0-50% 

Positive results J J J 
Nondetected results R UJ ACCEPT 

2. If a IS retention time varies more than 30 seconds, the chromatographic profile for that 
sample must be examined to determine if any false positive or negative exists. For 
shifts of a large magnitude, the reviewer may consider partial or total rejection of the 
data for the sample fraction. 

13 



DATA REVIEWWORKSHEETS 

XII. SAMPLE QUANTITATION 

All criteria were met _X_ 
Criteria were not met 
and/or see below_ 

The sample quantitation evaluation is to verify laboratory quantitation results. In the space below, 
please show a minimum of one sample calculation: 

JB30345-1R 

Hexanol 

[ ] = (379126)/(1 06.5) 

= 3560 ppb OK 

RF = 106.5 
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DATA REVIEWWORKSHEETS 

XII. QUANTITATION LIMITS 

A. Dilution performed 

SAMPLEID DILUTION FACTOR 

-

B. Percent Solids 

List samples which have ~ 50 % solids 

Actions: 

All criteria were met_X_ 
Criteria were not met 
and/or see below 

REASON FOR DILUTION 

If the% solids of a soil sample is 1 0-500k, estimate positive results (J) and nondetects (UJ) 

If the % solids of a soil sample is < 1 OOk, estimate positive results ( J) and reject nondetects 
(R) 
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